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Abstract: One of the difficulties of microsurgery is learning how to control physiological 

tremors. The pneumatic tool eliminates the physiological tremor, but no tactile feedback is 

provided. The manual tremor when closing the forceps is completely eliminated and the exact 

target can be more easily grabbed. Forceps closure pressure can rise up to 50 psi, whereas the 

scissors can be used in two modes: multicut and proportional. When performing bimanual 

 surgery the pedal range is divided into two steps: in the first step, the forceps are controlled, and 

in the second step, the forceps remain closed. At the same time the scissors start to work in the 

preselected mode. No adverse events occurred and no iatrogenic retinal breaks were produced. 

Precision and control sensation were a grateful surprise.
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Introduction
Since Machemer’s work in his garage in 1970, where he developed a 17-gauge single 

port multifunctional vitrectome, vitreoretinal surgery has achieved an extremely high 

technological progression.1 The development of multiple accessories like forceps, 

 scissors, and endolaser probes led to the popularization of vitrectomy.2 This encouraged 

surgeons to undergo more complex cases, as vitrectomy became safer, with better 

results.3 The difficulties of microsurgery are learning how to control physiological 

tremor. The pneumatic tool eliminates the physiological tremor, theoretically 

simplifying microsurgical procedures, but no tactile feedback is provided. We present 

our initial surgical experience with these pneumatic tools in 15 macular surgeries.

Methods
Study design
We conducted a prospective interventional case series on 15 eyes of 15 consecutive 

patients, diagnosed with epiretinal membranes (ERM; ten eyes), full thickness macular 

holes (FTMH; three eyes) and diabetic macular tractional retinal detachments (TRD; 

two eyes).

Subjects
To be eligible for enrollment, the patients had to have functional impairment as well as 

a diagnosis of ERM or FTMH or macular TRD confirmed by spectral domain optical 

coherence tomography (SD-OCT). We excluded patients younger than 18 years of 

age, with severe systemic disease, pregnant women, any uncontrolled ocular disease, 

and/or myopia $6 diopters.
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Examinations
Pre- and postoperative examinations included a detailed 

ophthalmic history, refracted best corrected visual acuity 

(BCVA; Sloan early treatment diabetic retinopathy study 

vision charts), slit lamp biomicroscopy,  Goldman tonometry, 

and SD-OCT. The study protocol included a minimum of 

four clinical visits: baseline, day of surgery, and at 1 and 3 

postoperative months.

Interventions
Cataract surgery was performed in all cases 1 week 

before the vitrectomy. The surgical procedure included 

a 25-gauge three-port pars plana vitrectomy and ERM-

internal limiting membrane (ILM) peeling assisted 

with blue dye. The peeling was performed with ILM 

pneumatic forceps (seven cases) and Maxgrip pneu-

matic forceps (six cases) (Alcon-Grieshaber, Fribourg,  

Switzerland).

The TRD cases were performed with bimanual maxgrip 

forceps and curved scissors. The vitreous base was thor-

oughly trimmed during vitrectomy. The retinal periphery 

was inspected for retinal breaks. In TRD cases, 360° 

endolaser photocoagulation was performed. A fluid–air 

exchange was then performed with humidified air. Prone 

positioning was advised after surgery for FTMH and TRD 

eyes.

Outcome measures
The primary endpoint was to describe the use of new pneu-

matic forceps and to report any adverse events that may have 

occurred during or after the surgery.

Secondary outcomes were changes in best-corrected 

visual acuity and damage to the outer retinal layer (ORL) 

in the area where the peeling was started. The peeling was 

started in the extrafoveal area located infero-temporal to the 

macula. The ORL damage was defined as an interruption of 

external limiting membrane (ELM) or inner-outer segment 

(IS/OS) junction visible on the OCT-scan. 

Results
Safety profile was confirmed; neither intraoperative nor post-

operative retinal breaks were found. No damage or contusion 

to the internal retinal layers was produced during the surgery. 

No interruption of ELM or IS/OS junction was visible on 

OCT-scan in the area where the peeling was started (Figure 1). 

The learning curve was very straightforward, achieving full 

control during the first surgery. The precision was considered 

better by the surgeon.

The best set up of the pressure values for the forceps was 

found to start with 5 psi with a maximum pressure of 30 psi, 

which was enough in order to provide a consistent grasp.

In the TRD, bimanual surgery was realized with both 

pneumatic tools: the Maxgrip forceps and curved scissors. 

The scissors were used in multicut and proportional cut and 

achieved 450 cuts per minute. The initial control is not so 

intuitive, but the surgeon gets used to the bimanual perfor-

mance during the first surgery.

When performing bimanual surgery the pedal range is 

divided in two steps: with the first one the forceps are con-

trolled and when we go on to the second step, the forceps 

maintain closure, and at the same time the scissors start to 

work in the preselected mode, multicut or proportional.

The preoperative BCVA was analyzed in all groups. 

In the ERM group (10 eyes) the mean BCVA before the 

surgery was 0.46 (SD 0.13) with a range 0.25–0.65.  There 

was a significant improvement in VA (P = 0.0003) with a 

postoperative mean BCVA of 0.72 (SD 0.17) and a range 

of 0.5–1.0.  In the macular hole group (3 eyes), presurgical 

mean BCVA was 0.12 (SD 0.07) with a range of 0.05–0.2. 

No significant improvement was achieved (P = 0.07) as 

postoperative mean BCVA improved to 0.25 (SD 0.2), range 

0.2–0.4. In the TRD group the mean BCVA before the surgery 

was 0.2 (SD 0.2). There was a significant improvement in VA  

(P = 0.02) with a postoperative mean BCVA of 0.35  

(SD 0.1) at last follow-up.

Figure 1 The preoperative OCT scan showed a tractional epiretinal membrane 
with intraretinal cysts. 
Notes: (A) Three months after surgery the scan demonstrated a release of inner 
traction and resolution of cysts (B) No visible damage of outer retinal layer.
Abbreviation: OCT, optical coherence tomography.
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Conclusion
The potential iatrogenic damage (retinal holes, ORL damage, 

choroidal neovascularization) is located in the area where the 

surgeon performs the first grab of the membrane and from 

which, once the flap is lifted, the surgeon will start the peel-

ing.4–6 One of the main difficulties of microsurgery is to learn 

how to control physiological tremor. Pneumatic accessories, 

like forceps and scissors, have been developed by Alcon-

Grieshaber. Although they don’t offer anything different as 

tip forceps, they are an important step in precision and control 

of the tip. The manual tremor experienced when closing the 

forceps is completely eliminated and the exact target can be 

more easily grabbed. Opening and closing pressure of the 

tip are regulated with the vitrectomy pedal, allowing cus-

tomization of the range of parameters in a personal fashion. 

All different Grieshaber tips (Alcon-Grieshaber, Fribourg, 

Switzerland) are available (ILM forceps, end-grasping 

forceps, asymmetrical forceps, Maxgrip forceps) and also 

pneumatic curved and vertical scissors. Forceps closure 

pressure can rise up to 50 psi, but we found from 5 psi at the 

beginning of the foot pedal to 30 psi at the end of foot pedal 

adequate.  Scissors can be used in two modes, multicut and 

proportional. The multicut achieves a frequency of 450 cuts 

per minute, while the proportional is a straightforward cut. 

Multicut mode is very useful when cutting extensive prolif-

erative membranes, reducing considerably the time employed 

for segmentation and improving greatly its safety. The tip’s 

tremor is completely eliminated, therefore iatrogenic retinal 

breaks are less frequently produced.

The f irst f ive surgeries were all pucker peelings. 

We strongly advise implementing this pathology, as it 

is  easier to get the new grabbing feeling with tougher 

 membranes. We were surprised by the comfortable and 

rapid segmentation of the proliferative tissue; full control of 

the scissor tip guarantees the advantage of pneumatic tools 

compared to manual scissors. The learning curve and adap-

tation was achieved quickly to pneumatic  instrumentation. 

The only disadvantage is cost as they are disposable precise 

instruments. We are currently conducting a comparative 

study evaluating the retinal sensitivity changes induced by 

pneumatic versus manual forceps in the peeled area.
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