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Abstract
Purpose: The common use of nomograms in Low Dose Rate (LDR) permanent prostate brachytherapy (BT) allows

to estimate the number of seeds required for an implant. Independent dosimetry verification is recommended for each
clinical dosimetry in BT. Also, nomograms can be useful for dose calculation quality assurance and they could be adapt-
ed to High Dose Rate (HDR). This work sets nomograms for LDR and HDR prostate-BT implants, which are applied to
three different institutions that use different implant techniques. 

Material and methods: Patients treated throughout 2010 till April 2011 were considered for this study. This exam-
ple was chosen to be the representative of the latest implant techniques and to ensure consistency in the planning. A suf-
ficient number of cases for both BT modalities, prescription dose and different work methodology (depending on the
institution) were taken into account. The specific nomograms were built using the correlation between the prostate
vo   lume and some characteristic parameters of each BT modality, such as the source Air Kerma Strength, number 
of implanted seeds in LDR or total radiation time in HDR. 

Results: For each institution and BT modality, nomograms normalized to the prescribed dose were obtained and
fitted to a linear function. The parameters of the adjustment show a good agreement between data and the fitting. 
It should be noted that for each institution these linear function parameters are different, indicating that each centre
should construct its own nomograms. 

Conclusions: Nomograms for LDR and HDR prostate brachytherapy are simple quality assurance tools, specific for
each institution. Nevertheless, their use should be complementary to the necessary independent verification.
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Purpose

In the intraoperative planning of Low Dose Rate (LDR)
interstitial permanent prostate brachytherapy (BT), the use
of nomograms (a two-dimensionally plotted function with
n parameters, from which, knowing n – 1 parameters, the
unknown one can be read) is very common. Their use al-
lows the estimation of the number of seeds required for
an implant according to the prostate volume [1-3]. The phy -
si cal origin of nomograms in permanent prostate brachy -
the rapy is due to the correlation between dose and target
volume [4]. There are recommendations indicating the need
for carrying out an independent check of each clinical patient
dosimetry calculation in BT [5]. To introduce these recom-
mendations, some methods which are able to perform this
brachytherapy dosimetry verification in an accurate and sim-
ple way, were proposed. A technique recently developed

by Carmona et al. [6], suitable for both LDR and High Dose
Rate (HDR) prostate brachytherapy was among these
methods. Similarly, the nomogram can be useful to deter-
mine the necessary number of seeds and as a dose calcu-
lation quality assurance tool [7] and for that reason, being
a suitable complement to independent calculation. In the
treatment of intermediate and high risk prostate cancer
groups, HDR techniques are being established as a common
complement to the external radiotherapy (ERT). This is main-
ly due to their radiobiological advantages, proper clinical
target volume coverage and well optimized dose with re-
spect to organs at risk. In this brachytherapy modality, the
need for estimating in advance total Air Kerma Strength does
not exist. The parameter that is equivalent to the seed ac-
tivity in LDR in the construction of a nomogram turns to
be the product of the total radiation time (T) and source 
Air Kerma Strength (SK). Therefore, similarly to LDR im-
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plants, a correlation between SK at the particular treatment
time of the application and the prostate volume may be car-
ried out. Once more, that relationship would be useful as
a quality control in HDR treatments in addition to the 
ne cessary independent dosimetry verification, using, for 
example, the methods discussed by Carmona et al. [6].
The aim of this work was to set specific nomograms for both,
LDR and HDR prostate brachytherapy implants for different
dose prescriptions. Nomograms from three institutions that
use different implant techniques were compared.

Material and methods
The suitable parameters to set LDR and HDR prostate

brachytherapy implants nomograms from three different
institutions were studied. LDR-BT was performed since 2004,
and HDR-BT since 2009 in the institutions part of this study,
using different implant techniques and methodologies. Pa-
tients throughout 2010 till present (April 2011) were con-
sidered for this study to be the representative of the latest
implant techniques, as well as to ensure consistency and ex-
perience in the planning methodology. The number of pa-
tients considered by modality and institution is distributed
as follows:
Institution A:

LDR: 148 implants. 69% of them were exclusive (160 Gy),
23% were boost (108 Gy) after ERT and 8% were salvage 
cases (120 Gy).

HDR: 54 applications. In 54% of them the prescribed dose
was 15 Gy, and 9 Gy in the 37%. Dose prescription in the
remaining cases was found in the range 10 Gy < D < 15 Gy. 
Institution B:

LDR: 52 implants, 46% of them, were exclusive (160 Gy),
48% were boost (108 Gy) after ERT and the remaining 
6% were salvage cases (120 Gy).

HDR: 73 applications. In 86% of them the prescribed dose
was 9.5 Gy and the rest of cases were found in the range 
10 Gy < D < 15 Gy.
Institution C:

LDR: 123 implants, 70% of them were exclusive (145 Gy),
26% were boost (108 Gy) after ERT and the remaining 
4% were salvage cases (130 Gy). 

As it could be seen, different doses were prescribed with-
in the same institution and work methodology, according
to each specific case. The implant was done using the guid-
ance of a biplane ultrasound rectal probe for the anatomi-
cal data acquisition, and performing the implant in real time.
According to the considered institution, the techniques used
in each modality (LDR or HDR) were different: 
a) LDR modality: 

The sources used for permanent implants were: 125I
IsoSeed seeds (IBT Bebig Group), either linked by IsoCord
sources trains – in which the seeds remained spaced 1 cm
(institution A), or loosed seeds used with the afterloa-
der SeedSelectron (Nucletron) system, which allowed the 
possibility of implanting several seeds together (institu-
tion B); and the STM1251 125I seeds (Bard Medical) linked
by “SourceLink” trains in which the seeds centres could be 
separated by multiples of 0.5 cm placing spacers between
them (institution C). 

For the calculation of dose distribution in LDR seve -
ral treatment planning systems were used depending on 
the institution: the SPOT-PRO software v3.1 (Nucletron BV,
Veenendal, the Netherlands) in institution A and B, and
the VariSeed software v8.0 (Varian Medical Systems,
Palo Alto, CA), in institution C. Plans were generated in
order to obtain the appropriate dose coverage of the PTV,
according to the case: 145-160 Gy, 120-130 Gy or 108 Gy
in exclusive implants, salvage cases or boost, respective-
ly. To calculate LDR nomograms, the correlation bet ween
prostate volume and the total activity of implanted seeds
was evaluated.
b) HDR modality: 

The 192Ir mHDR-v2 source and the HDR MicroSelectron
afterloader device (Nucletron BV, Veenendal, the Nether-
lands) were applied in both, institution A and B. Both in-
stitutions used the Oncentra Prostate software (v3.1.11, Nu-
cletron BV, Veenendal, the Netherlands) for treatment
planning and dose calculation. In order to acquire similar
relationship to the one obtained in the LDR modality, the
possible correlation between the target volume and the cha -
racteristic parameters of the HDR application was studied
for the nomogram construction.

Results
a) LDR modality: 

It was found that the product of the total number of im-
planted seeds and the SK average value, normalized to 
the prescribed dose, follows linear relation with the target
volume. The linear function is expressed as follows:

(1)

where Nseeds is the number of implanted seeds, SK is the Air
Kerma Strength of the sources (μGy × m2 × h–1), D is the pre-
scribed dose (Gy) and V is the prostate volume (cm3). The
graphical representations of expression (1) for each insti-
tution are shown in Figs. 1, 2 and 3, constituting the spe-
cific nomograms for LDR modality. Linear fit parameters
(a and b) and the linear correlation coefficient for each fit
are presented in Table 1. It can be seen, that similar ex-
pressions work properly for cases with different prescrip-
tion dose (R2 coefficients ranging from 0.851-0.926). It is also
observed that a and b vary between institutions due to dif-
ferences in methodology and technique. For example, for
similar prostate volume and prescribed dose, the higher 
value of the parameter a in the institution B nomogram
would indicate that in this institution the total SK of im-
planted 125I seeds was higher than in the other two insti-
tutions.
b) HDR modality:

In order to acquire similar nomograms than those ob-
tained in LDR modality, an appropriate relationship between
the characteristic parameters of a HDR application and 
the prostate volume was found. The product of the total ra-
diation time and the source SK at the time of HDR appli-
cation, normalized to the prescribed dose, fits to a linear
function with the target volume. Here, the total number of

Nseeds × SK = a × V + bD
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implanted seeds was replaced with the total radiation time.
The linear function is expressed as follows:

(2)

where SK is the source Air Kerma Strength (µGy × m2 × h–1),
T is total radiation time (h), D is the prescribed dose (Gy),
and V is the target volume (cm3). Similarly to the LDR
modality, fitted parameters a’ and b’, and linear correlation
coefficient were obtained. The results are shown in Figs. 4
and 5 (for institutions A and B, respectively), and Table 2.
It has been demonstrated, that the linear fit was suitable in
both cases (R2 of 0.940 and 0.851 for institutions A and B,
respectively). In this case, the values of the parameters a’
and b’ do not differ so much, as compared with the LDR
modality case, suggesting that both institutions follow sim-
ilar methodology when performing HDR planning. It was
also found, that the institution B accepts higher overdose
volumes, since for a given prostate volume and applied dose,
the a’ parameter of the nomogram was slightly higher than
that in institution A.

Discussion
Not only the nomogram provides an estimation of the

quantity of necessary seeds in LDR implants within a cer-
tain range, but a simple additional quality assurance tool

that could be applied to both LDR and HDR. At the end of
our clinical dosimetry procedure in prostate brachythera-
py, and always before the treatment, it is established that
in addition to the independent verification (according to the
Carmona et al. method [6]), the value predicted by the nomo-
gram is contrasted with the value obtained in dosimetry.
This check is done by a quick calculation using fitting ex-
pressions (1) and (2). However, it is important to empha-
size that the nomograms should not substitute an inde-
pendent verification. The main reason for that is the lack of

T × SK = a’ × V + b’D
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Fig. 1. Institution A LDR-BT nomogram. Data was fitted to
a linear expression (equation [1])
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Fig. 2. Institution B LDR-BT nomogram. Data was fitted to
a linear expression (equation [1])
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Fig. 3. Institution C LDR-BT nomogram. Data was fitted to
a linear expression (equation [1])

0 10 20 30 40 50 60 70 80
Prostate volume (cm3)

BT modality Institution Linear fit Nseeds × Sk R2
–––––––––––––––––––––––– = a × V + b

D 

A a = (0.404 ± 0.008) × 10–4 (cm–1h–1) 0.940

b = (9.0 ± 0.3) × 10–4 (cm2h–1)

LDR B a = (0.52 ± 0.03) × 10–4 (cm–1h–1) 0.851

b = (10.4 ± 0.9) × 10–4 (cm2h–1)

C a = (0.407 ± 0.010) × 10–4 (cm–1h–1) 0.926

b = (10.5 ± 0.4) × 10–4 (cm2h–1)

Table 1. Parameters obtained from the fit of Figures 1, 2 and 3 curves to a linear expression (equation [1])

LDR implant nomogram
Institution A
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information about the distribution of absorbed dose with-
in the implant volume. Nomograms check the consistency
in the methodology of work. 

This paper presents nomograms from diverse institutions
which use different methodologies and techniques. We con-
clude that for all of them a linear data fit is adequate. A sig-
nificant result is that nomograms for both BT modalities
were normalized to the prescribed dose. It means that there
is no need to construct a separate nomogram for each pre-
scription dose, as it  was in the standard procedure. It should
also be noted that, although appropriate fits were obtained
in these three institutions nomograms, their nomograms dif-
fer, as proved by the different values obtained for the fit-
ting parameters, indicating that each nomogram is chara -
cteristic for each institution. Different institutions may have
different philosophies when performing planning. This
study highlights the importance of each institution to ob-
tain their own linear fitted parameters, if nomograms are
going to be applied in specific clinical routine.

Conclusions
Nomograms for LDR and those proposed for HDR

brachytherapy modalities were obtained, being an additional
and simple quality assurance tools, which vary according
to the methodology and technique, being specific for each
institution.
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BT modality Institution Linear fit R2

T × Sk––––––––––––––––– = a’ × V + b’D 

A a' = (5.8 ± 0.8) × 10–2 cm–1 0.888

HDR b’ = (1.7 ± 0.3) cm2

B a' = (6.3 ± 0.5) × 10–2 cm–1 0.940

b’ = (1.70 ± 0.14) cm2

Table 2. Parameters obtained from the fit of Figu-
res 4 and 5 curves to a linear expression (equa-
tion [2])
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Fig. 4. Institution A HDR-BT proposed nomogram. Data
was fitted to a linear expression (equation [2])
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was fitted to a linear expression (equation [2])
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