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Abstract
Computer-assisted navigation during thermal ablation of liverBackground: 

tumours, may help to correct needle placement and improve ablation efficacy in
percutaneous, laparoscopic and open interventions. The potential advantage of
using high frequency jet-ventilation technique (HFJV) during the procedure is
by minimising the amplitude of respiration-related upper-abdominal organs
movements. The aim of this clinical methodological trial was to establish
whether HFJV would give less ventilatory induced liver movements than
conventional ventilation, during stereotactic navigated ablation of liver
metastases under open surgery.

Five consecutive patients scheduled for elective, open liver ablationMethods: 
under general propofol and remifentanil anaesthesia were included in the study
protocol. During the stereotactic targeting of the tumours, HFJV was chosen for
intraoperative lung ventilation. For tracking of liver movement, a rigid marker
shield was placed on the liver surface and tracked with an optical position
measurement system. A 4D position of the marker shield was measured for
HFJV and conventional tidal volume lung ventilation (TV). At each time point
the magnitude of liver displacement was calculated as an Euclidean distance
between translational component of the marker shield's 3D position and
previously estimated centroid of the translational motion.

 The mean Euclidean liver displacement was 0.80 (0.10) mm for HFJVResults:
and 2,90 (1.03) mm for TV with maximum displacement going as far as 12 mm
on standard ventilation (p=0.0001).

HFJV is a valuable lung ventilation method for patientsConclusion: 
undergoing stereotactic surgical procedures in general anaesthesia when
reduction of organ displacement is crucial.
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Introduction
Thermal ablation of primary and secondary liver tumours is a 
potentially curative treatment, and an alternative for patients 
not eligible for surgical resection due to severe comorbid-
ity or underlying liver disease. Its efficacy has been proven for 
tumours smaller than 30mm in diameter, especially in treatment 
of hepatocellular carcinomas1. Adequate imaging of the tumour  
and precise guidance of the ablation device are crucial for  
accurate local ablative treatment. Accurate targeting is essential 
for an effective treatment, reducing the risk for local recurrence  
and need of retreatment1,2.

Recent developments in image guidance systems, with robotic 
and computer-assisted navigation, may help correct needle place-
ment and improved ablation efficacy. Needle navigation and 
placement is based on pre-interventional imaging. Early phan-
tom and clinical experiences with navigation systems suggest 
good procedural accuracy, reduced procedure time and reduced  
patient radiation exposure compared to freehand techniques3.

The high frequency jet-ventilation technique (HFJV) was devel-
oped in the seventies by Klain and Smith, and mostly applied 
in the field of ear-nose-and-throat (ENT) surgery. It does not 
rely on conventional tidal volumes but uses a high frequency 
forced gas move4. The potential advantage of using HFJV in 
abdominal surgery is to minimise the amplitude of respira-
tion-related upper-abdominal organs compared to conventional  
tidal volume lung ventilation (TV)5,6,7.

The aim of this clinical methodological trial was to measure  
the liver movements during open surgery under general anaesthesia 
and compare HFJV with conventional ventilation.

Methods
Five consecutive patients who were scheduled for elective,  
open liver ablations were included in the clinical protocol.

Anaesthesia management protocol
General anaesthesia was induced and maintained by total intra-
venous technique (TIVA) with target controlled infusion (TCI - 
Alaris, PK CareFusion, Sarl, Switzerland) of propofol 2–6µg/ml  
according to Marsh pharmacokinetic model (Propofol Sandoz®, 
Sandoz, Copenhagen, Denmark) and remifentanil 2-10ng/ml 
according to Minto pharmacokinetic model (Ultiva®, 
GlaxoSmithKline,Solna, Sweden) with muscle relaxation 
achieved by rocuronium 0,6 mg/kg during induction of anaes-
thesia, followed by incremental doses of 0,15mg/kg during  
surgery (Rocuronium, Fresenius Kabi, Uppsala, Sweden).

Lung ventilation and surgical precision evaluation
Endotracheal intubation with a conventional endotracheal (ET) 
tube was performed at the induction of anaesthesia, followed 
by the initiation of conventional lung ventilation with pressure  
control/volume guarantee ventilation (PCV/VG - Aisys Car-
estation, GE Healthcare, Helsinki, Finland) as well as a lung- 
protective regime to achieve normo-ventilatory status. Tidal 
volumes have been calculated after the reduced body weight 
with 6-7ml/kg target and fixed 5cmH20 positive end-expiratory  

pressure (PEEP). Laparotomy was performed with a right  
subcostal incision. A HFJV cannula (LaserJet Catheter, Acutronic 
Medical Systems AG, Hirzel, Switzerland) was inserted endotra-
cheally with the tip at the end of the ET-tube. HFJV (Monsoon 
HFJV ventilator, Acutronic Medical Systems, AG, 8816 Hirzel, 
Switzerland) was then initiated and continued during the liver 
ablation procedure. HFJV driving pressure (DP) was adjusted  
downwards, beginning at 1.8 bar, until satisfactory operation-
field conditions were reached in accordance with the operating  
surgeon’s assessment.

Carbon dioxide control
In the first phase, after the induction of anaesthesia, end-tidal 
carbon dioxide tension (EtCO2) was continuously monitored 
through the use of classical side-stream capnography towards 
the normocapnic state. During the HFJV phase, sequential 
measurements were taken with 10 minute intervals (Integrated 
Monsoon ventilator etCO2 module). After the termination of 
the last tumour ablation and the completion of liver movement  
measurement, the conventional lung ventilation was restored. 
Lastly, the etCO2 measurement was repeated following the 
same method as the one used at the start of the procedure.  
Cut-off values for discontinuation of HFJV was either etCO2 rise 
over 10 kPa, or oxygen de-saturation under 90%. With etCO2 
exceeding 8 kPa, the DP down-regulation has been stopped and 
instead increased by 0.1 bar increments every 5 minutes until  
the target etCO2 was reached.

Surgical imaging and liver motion measurements
Patients were selected at the regional liver multidisciplinary 
team conference and were regarded as unresectable due 
to multiple metastases involving too many liver segments, 
but numbered less than twenty and none larger than thirty  
millimeters in diameter8. Multiple ablations were then performed 
using an intraoperative ultrasound and a stereotactic targeting 
device, CAS-one (Cascination AG, Bern, Switzerland) where a  
previously acquired computed tomography scan was merged 
with previous scans in cases of vanished lesions, and a 3D 
model of the liver reconstructed by MeVIS medical solutions 
AG (Bremen, Germany) was used as a surgical map with  
optical navigation of ablation antennae, as previously described8. 
For tracking of liver movement a rigid marker shield with a set 
of retroreflective marker spheres was placed on the liver surface 
in the vicinity of the lower border of segment 4b and tracked  
with an optical position measurement system (Polaris Vicra, 
NDI, Canada) incorporated into the CAS-One system which 
was positioned in the vicinity of the operative field thus provid-
ing a constant line of sight. A 4D position of the marker shield 
was measured for approximately 2–3 minutes for HFJV and  
conventional ventilation.

At each time point t, the magnitude of liver displacement 
d, was calculated as an Euclidean distance between transla-
tional component p


of the marker shield’s 3D position, and  

previously estimated centroid of the translational motion c , i.e. an  
average translational position of the marker, as listed in the  
equation below:

d
t 
=∥⬚ c − p→t∥

Page 3 of 10

F1000Research 2018, 7:773 Last updated: 28 AUG 2018



All displacement errors d were described quantitatively using 
mean (µ) and standard deviation (σ) as well as a maximum 
error value. Statistically significant differences were tested 
with the two-tailed, nonparametric, unpaired t-test, where  
p < 0.05 was defined as statistically significant.

Results
Patient demographics, medical status and extent of surgery is  
presented in Table 1.

Ventilator settings and readings are shown in in Table 2. The 
following parameters have been registered: end tidal CO

2
  

concentrations before and after HFJV phase, respiratory pres-
sures on conventional tidal volume ventilation before and after 
HFJV, peak inspiratory pressure and mean airway before and 
after HFJV, mean airway pressure, dynamic lung compliance 

both before and after HFJV phase as well as tidal volumes on 
conventional lung ventilation, at liver displacement measure-
ment point. HFJV ventilator settings: respiratory frequency 
and target driving pressure as well as the measured respira-
tory parameters: peak inspiratory pressure and mean airway  
pressure as well as maximum end tidal carbon dioxide tension  
on HFJV.

In one case (patient number 2) an increase in DP was needed, 
because the etCO2 rose to 8.3 kPa and the optimal value was  
set on to 1.5 bar where in other four cases it was set to 1.1-1.2 bar.

The mean Euclidean liver displacement was 0.80 (0.10 SD) mm 
and 2.90 (1.03 SD) mm for HFJV and TV respectively with 
maximum displacement going as far as 12 mm on standard  
ventilation (p=0.0001). Data shown in Figure 1.

Table 1. Patient demographics, medical status and extent of surgery.

Patient ID Sex Age 
(years)

ASA Weight (kg) Height (cm) BMI No lesions

1 m 74 3 78 178 25 4

2 m 58 4 99 178 31 8

3 m 76 3 82 181 25 2

4 m 82 3 77 185 23 9

5 f 48 3 73 163 27 30

Patient characteristics. ASA=American Society of Anesthesiologists (ASA) Physical 
Status, BMI=Body Mass Index (kg/m2)

Table 2. Ventilator settings and readings.

Patient ID 1 2 3 4 5

etCO2 pre jet (%) 5.5 4.4 4.6 5.1 4.3

etCO2 post jet (%) 6 5.2 4.4 7 4.7

PeakP pre jet (cm. H2O) 14 16 15 13 14

MaP pre jet (cm. H2O) 8 9 9 10 8

Compliance pre jet (ml/cm. H2O) 64 79 54 73 53

TV post jet (ml) 507 607 585 507 465

Compliance post jet (ml/cm. H2O) 55 66 33 67 52

Time on jet (min) 40 97 45 70 165

FQ on jet (cpm) 220 220 220 220 220

T-DP on jet (bar) 1.2 1.5 1.1 1.2 1.2

PIP on jet (mbar) 7 7 6 5 7

MaP on jet (mbar) 4 5 4 3 4

Max etCO2 on jet (kPa) 6.5 8.3 4.7 6.7 4.8

End tidal CO2 (etCO2)registered before and after High frequency jet 
ventilation (HFJV) phase (etCO2 - pre jet and post jet), Respiratory 
pressures on conventional tidal volume ventilation before and after 
HFJV phase, expressed in cm.H2O: peak inspiratory pressure (PeakP) 
pre jet, mean airway pressure (MaP) pre jet, dynamic lung compliance 
both before and after HFJV phase (Compliance pre and post jet) as well 
as tidal volumes on conventional lung ventilation, at liver displacement 
measurement point (TV post jet). HFJV ventilator settings: respiratory 
frequency (FQ on jet) and target driving pressure (T-DP on jet) as well as 
the measured respiratory parameters: peak inspiratory pressure (PIP) 
and mean airway pressure (MaP) and maximum end tidal carbon dioxide 
tension during HFJV phase (Max etCO2 on jet).
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Dataset 1. Demographic data and ventilation readings. 

http://dx.doi.org/10.5256/f1000research.14873.d207212 

metodological_study_1.xls

Dataset 2. Liver positioning data.

http://dx.doi.org/10.5256/f1000research.14873.d207213 

14-09-01-open-liver-all.xlsx

Discussion
One of the most important challenges the anaesthesiologist 
faces perioperatively is the maintaining of the patient’s home-
ostasis and the facilitating of the course of surgery. In certain 
clinical situations, such as in stereotactic ablative procedures, 
it can be difficult to establish since there is a demand for  
keeping respiratory organ displacement to a minimum.

The recent investigation provides evidence for the claim that 
respiration induced liver motion during intervention can be 
reduced by more than two thirds when using HFJV instead of 
TV. This is the only study measuring this effect dynamically.  
This can have a decisive bearing on the risk of local recur-
rence rates and risk for collateral damage after image guided 
stereotactic treatment of liver tumours. The benefits in terms 
of radiation dose and respiratory organ shifting, when using 
HFJV in interventional radiology has previously been reported  
from several groups5,9,10, but these were all conducted in the  
setting of a CT-guided ablation with non-dynamic measurements  
of target organ displacement.

Stereotactic navigation is often performed on rigid registra-
tion between the intraoperative target organ with the images 
obtained before the surgery. With this setting, soft tissue defor-
mation and patient motion will affect the navigation system 
and can cause significant inaccuracy11. The minimization 
of deformation-induced errors can be done in several ways. 
From experimental research point of view, the position of the  
moving target can be measured by implanted navigation aids 
or by using electromagnetic tracking devices11,12. Implantation 
of invasive needles is however not prudent in a clinical setting 
due to high risk of haemorrhage, tumour seeding, and long-term  
risks with leaving foreign bodies in situ.

Another approach is the mathematical modelling of mechani-
cal tissue properties and organ motion in order to predict the 
target location based on a statistical model derived from preop-
erative 4D CT. This approach is frequently used in intensity 
modulated radiation therapies (IMRT)13. The relationship between 
the respiratory cycle and the movement of a target is however 
complex to predict and not possible in real time due to highly  
intensive computational requirements and obvious risks of  
differences in outcome during the acquisition of preoperative 
images and a situation with artificial respiration and an open  
or laparoscopically affected abdomen.

Therefore, respiratory gating methods that reliably repro-
duce a known breathing stage (temporarily disconnecting 
endotracheal tube in anaesthetized patients) seem to be a more  
reliable approach13,14. An overall internal target movement 
of 1.41 ± 0.75 mm was reported. However, periods of apnea 

Figure 1. Liver displacement and lung ventilation. Displacement of measured point on liver surface during High-Frequency Jet Ventilation 
(HFJV) and standard ventilation (TV) Error bars mark standard deviation.
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are usually limited to 1–2 minutes depending on the health  
condition of the patient. HFJV overcomes these restrictions.

Use of HFJV outside the ENT and Thorax suites have been the 
subject of several, but rather anecdotal reports. In minimally 
invasive oncological procedures HFJV have been used in per-
cutaneous, laparoscopic as well as in open approaches3,5,9,15. 
In cardiology it has been beneficial in catheter ablations16. In 
urology it can be helpful to minimize the numbers of shocks  
needed during ESWL-treatment16,17.

The present study is small and though the liver displacement 
data is solid, further studies on the physiological effects of 
HFJV is needed to elucidate the limitations. Carbon dioxide 
control is one of the important aspects of perioperative manage-
ment. In the treatment protocol established during the study, it 
remained even more challenging because of the “less is better”  
strategy, favouring relatively low respiratory driving pressures.

Introducing HFJV in the management of computer-assisted 
abdominal surgery to a wider extent remains promising. The 
wider use of this method is, however, limited by the equip-
ment availability and staff experience. Nevertheless, in the scale 
of a highly specialized centre, the acceptable skill level can  
easily be achieved, and the overall cost of the equipment as 
well as materials and utilities remains reasonable. HFJV is a 
promising lung ventilation modality for patients undergoing 

stereotactic surgical procedures in general anaesthesia when  
reduction of target organ displacement is crucial.

Ethical considerations
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The application of hight frequency jet ventilation (HFJV) during stereotactic thermalablation of liver
tumours is an interesting method for minimising respiration related movements of this organ.
The authors presented the results of a methodological study which includes five patients who underwent
open computer-assisted liver thermalablation under general anesthesia using HFJV.
The aim of this study was to compare HFJV with conventional ventilation (CV) in terms of influence of
these techniques of ventilation on respiration related movements of liver.
The liver movements range during both methods of ventilation were measured and compared in every
patient. The applied measurement method allowed safe assessment of the dynamic movements of the
organ.
The results showed that HFJV in comparison to CV significantly reduced liver movements.
The authors concluded that HFJV is a promising method of lung ventilation for patients qualified for
surgery when reduction of target organ displacement is crucial.  
Application of HFJV instead CV allowed better immobilisation of liver and therefore  it may allow us to
perform ablation safely and more effectively. 
So far, only a few  articles present this topic and the analysed groups of patients are limited.  That is why
we need more well-designed studies evaluating HFJV during ablation procedures, such as the study
written by Galmen  .  In my opinion it is an important and correctly conducted study.et al
The authors developed and described the new methodology of dynamic measurements of intraoperative
liver movements related to lung ventilation. 
This study provides new arguments for using HFJV for patients undergoing during stereotactic thermal
ablation of liver tumours or others organs.
 
 
Minor comments:

On figure 1.
The term "standard ventilation” has two different  abbreviations in the article: on the chart SV abbreviation
is used while in the description below we may find  TV.

To include patient in the study  the number of metastases (as stayed in method section) should be 
less than 20, whereas  one patient (table 1, ID-5) had 30.

Is the work clearly and accurately presented and does it cite the current literature?
Yes

Is the study design appropriate and is the work technically sound?
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Is the study design appropriate and is the work technically sound?
Yes

Are sufficient details of methods and analysis provided to allow replication by others?
Yes

If applicable, is the statistical analysis and its interpretation appropriate?
Yes

Are all the source data underlying the results available to ensure full reproducibility?
Yes

Are the conclusions drawn adequately supported by the results?
Yes

 No competing interests were disclosed.Competing Interests:

We have read this submission. We believe that we have an appropriate level of expertise to
confirm that it is of an acceptable scientific standard.

 06 August 2018Referee Report

doi:10.5256/f1000research.16189.r36747

   Per Sandström
 Department of Surgery, Linköping University, Linköping, Sweden
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Galmén  have written an important paper comparing liver movement during computer-assisted liveret al 
thermal ablation using high frequency jet-ventilation (HFJV) compared to conventional ventilation. The
study includes 5 patients treated with open liver tumor ablations and both methods are used in each
patient showing a significant and clinically relevant reduced liver movement with HFJV. 
As pointed out by the authors, liver displacement must be as small as possible when performing liver
ablations, to reduce the risk of missing the lesion. 

A few minor comments

In the method section it is stated that only patients with less then 20 tumors were included, but according
to table 1. patient number 5 had 30 lesions, maybe this should be corrected.

The reason for treating these patients with open surgery is unclear to me and this could possibly be
explained in the method section.

In the discussion the abbreviation ENT is not explained but may possibly be of value for some readers. 

It would be most interesting to see the same kind of study performed in the percutaneous setting.
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