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ABSTRACT 

Shortly after sarcosine was delineated as a potential biomarker for prostate cancer in 2009, a variety of analytical 
methods for clinical application were developed. Moreover, higher uptake of glycine in the mitochondria also 
played a role in cancer proliferation. A major constraint in the accurate quantification of sarcosine was the inter-
ference of the two isomers, α-alanine and β-alanine, using chromatographic separation techniques. Accordingly, 
we aimed to develop an analytical method for determining sarcosine and its related metabolites (α- and β-alanine, 
glycine and creatinine) under the same conditions by gas chromatography-tandem mass spectrometry (GC-
MS/MS). BSTFA + 1 % TMCS was used for silylation, and GC-MS/MS conditions were optimized for the target 
analytes. The unique transition ions of sarcosine, α- and β-alanine, glycine and creatinine set up in MRM acquisi-
tion were m/z 116 → 73, 190 → 147, 176 → 147, 176 → 147 and 100 → 73, respectively. This newly developed 
method was successfully validated to apply in clinical settings with low limits of detection (0.01 - 0.03 µg•mL-1), 
high correlations (R2 > 0.99), great accuracy (88 – 110 % recovery), and notable precision (RSD < 10 %). All 
TMS derivatives were > 80 % stable for up to 2 h after derivatization and analyzing during this period promises 
to achieve an accurate result. Monitoring the five-substance profile could enhance prospects for early diagnosis of 
prostate cancer. 
 
Keywords: Gas chromatography-tandem mass spectrometry, sarcosine, alanine, glycine, creatinine, MRM 
 
 
 

INTRODUCTION 

The potential role of sarcosine (N-methyl 
derivative of glycine) as a potential prostate 
cancer biomarker was described by Sreeku-
mar et al. in an unbiased metabolic profiling 

of prostate cancer, benign prostatic hyper-
plasia and healthy subjects (Sreekumar et al., 
2009). Elevated levels of sarcosine are 
strongly associated with prostate cancer pro-
gression and aggressiveness (Khan et al., 
2013). Sarcosine is an intermediate product of 
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glycine’s synthesis and degradation path-
ways. Two major enzymes, glycine N-me-
thyl-transferase (GNMT) and sarcosine dehy-
drogenase (SARDH), regulate the biosynthe-
sis and degradation of sarcosine, processes 
which involve folate metabolism and DNA 
methylation. It is noteworthy that exogenous 
exposure to sarcosine and glycine increases 
either cell invasion in benign prostate epithe-
lial cells (Sreekumar et al., 2009) or increases 
cell migration in metastasis of human prostate 
cancer cells (PC-3) (Heger et al., 2016a). Sar-
cosine also had considerable impact on over-
expression of genes that involve in cell prolif-
eration and cell cycle progression (Heger et 
al., 2016b). Moreover, metabolic foot printing 
of differential metabolites in NCI-60 cancer 
cell lines delineated the association of glycine 
uptake with cancer proliferation (Jain et al., 
2012). Accordingly, determination of sarco-
sine in parallel with glycine may be helpful in 
better understanding prostate cancer progres-
sion. 

Analytical techniques for determination 
of substantial oncometabolite sarcosine in 
urine have been developed by colorimetric 
(Burton et al., 2014; Yamkamon et al., 2018), 
flow injection analysis with electrochemical 
detection (FIA-ED) (Cernei et al., 2012), and 
chromatographic separation with mass spec-
trometric determination such as isotopic dilu-
tion gas chromatography mass spectrometry 
(ID-GC-M0S) (Wu et al., 2011), capillary 
electrophoresis-tandem mass spectrometry 
(CE-MS/MS) (Soliman et al., 2012), and high 
through-put high performance liquid chroma-
tography-mass spectrometry (HPLC-MS) 
(Meyer et al., 2011). Amongst them, the 
methods based on gas chromatography (GC) 
or liquid chromatography (LC) hyphenated, 
with mass spectrometry (MS) are popular ow-
ing to their high sensitivity and specificity. 
Despite this popularity, some studies failed to 
find an association between sarcosine level 
and prostate cancer progression (Jentzmik et 
al., 2010, 2011). Thus, sarcosine as a prostate 
cancer biomarker is still controversial. Possi-
bly influencing of analytical method on the 
interpretation of sarcosine is the presence of 

two alanine isomers, α- and β-alanine. They 
possess the same molecular weight (89.094 
g•moL-1) and similar physiochemical proper-
ties (such as one active carboxylic group, 
amino groups and a side-chain methyl group) 
as shown in Figure 1. Generally, higher 
amounts of α-alanine exist either exogenously 
in food or endogenously in the body than sar-
cosine and β-alanine. Therefore, accurate 
quantification of urinary sarcosine is a chal-
lenge. Liquid-liquid extraction with GC-MS 
using DB5ms columns (Shamsipur et al., 
2013) and LC-MS without derivatization 
(Meyer et al., 2011) both have trouble sepa-
rating sarcosine from the two alanine isomers. 
Accordingly, co-determination of sarcosine, 
glycine, and both α- and β-alanine has never 
been reported. Such analyses might benefit 
both diagnosis and the assessment of progres-
sion of prostate cancer.  

 
Figure 1: Chemical structures of sarcosine (A), 
glycine (B), α-alanine (C), β-alanine (D) and cre-
atinine (E) 
 

In the biomonitoring of urinary metabo-
lites, concentrations of endogenous and exog-
enous metabolites and urine volume vary with 
water intake, physical activity and pathologi-
cal conditions. In contrast, creatinine concen-
tration depends only on muscle mass and has 
a relatively constant excretion rate, approxi-
mately 25 mg•kg-1

•day-1. Urinary creatinine 
has been widely used to adjust analytical de-
terminations of sarcosine to rectify possible 
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dilution or concentrated effects (Heger et al., 
2014; Chen et al., 2014a). By using the enzy-
matic reaction based on the Jaffé reaction or 
automation, the sarcosine-to-creatinine ratio 
is calculated. A recent report showed that the 
urinary sarcosine/creatinine ratio can be used 
as a diagnostic indicator of prostate cancer 
(Weng et al., 2018). If creatinine could be 
used to similarly adjust our targets of interest, 
time saving and reducing separate procedure 
for creatinine determination would be of ben-
efit. 

Therefore, development of a simple and 
accurate analytical method to determine sar-
cosine and related metabolites (glycine, α-al-
anine, β-alanine and creatinine) was deemed 
important to improve the diagnostics used for 
prostate cancer. This study first aimed to op-
timize a single condition for derivatization of 
all target substances which was suitable for 
GC-MS/MS. Second, the study sought to de-
velop a state-of-the-art GC-MS/MS method 
for simultaneous determination of sarcosine 
and other relative metabolites in the synthetic 
urine for clinical applications. Monitoring of 
these five metabolites might favor early diag-
nosis of prostate cancer and a better under-
standing of its progression.  

 

MATERIALS AND METHODS 

Chemicals and reagents 
Standards of sarcosine 98 %, α-alanine ≥ 

99 % and β-alanine (BioUltra) ≥ 99.0 % (NT), 
glycine ≥ 99 % (HPLC), creatinine anhydrous 
> 98 % purity and ammonium chloride 
99.5 %, A.C.S. were purchased from Sigma-
Aldrich Corporation (Sigma-Aldrich, Saint 
Louis, MO, USA). N, O-Bis-(trimethylsilyl) 
trifluoroacetamide with 1 % trime-
thylchlorosilane [BATFA + TMCS, 99:1 
(Sylon BFT)], derivatization grade for GC, 
was obtained from SUPELCO (Bellefonte, 
USA). Acetonitrile and water for chromatog-
raphy grade were procured from Merck 
(Darmstadt, Germany). Urea 99.5 % AR and 
potassium phosphate dibasic AR were pur-
chased from Loba Chemie Pvt. Ltd., (Mom-

bai, India). Potassium chloride, calcium chlo-
ride dehydrate, sodium sulfate anhydrous, and 
sodium chloride were purchased from Merck. 

 
Standard preparation 

Standard solutions (10 mL of 10 mg•mL-1 
concentration) of sarcosine, α-alanine, β-ala-
nine, glycine and creatinine were prepared as 
stock solutions. In brief, 0.1 g powder of each 
substance was completely dissolved in 10 mL 
water. Working solutions (1 mg•mL-1 concen-
tration) were formulated with 2 mL stock 
standard solutions and 18 mL water, then sep-
arated as 1 mL individually into 20 aliquots of 
1.5 mL polypropylene microcentrifuge tubes 
and stored at -20 °C until use. 
 
Synthetic urine preparation 

Synthetic urine was used in this study for 
the purpose of urinary metabolite determina-
tion, including sarcosine, α-alanine, β-ala-
nine, glycine and creatinine, replicating a 
clinical setting. It was prepared in the follow-
ing concentrations: 25 g•L-1 urea, 1.60 g•L-1 
potassium chloride (KCl), 1.103 g•L-1 calcium 
chloride (CaCl2), 2.25 g•L-1 sodium sulfate 
(Na2SO4), 2.295 g•L-1 sodium chloride 
(NaCl), 1.4 g•L-1 potassium dihydrogen phos-
phate (KH2PO4) and 1.0 g•L-1 ammonium 
chloride (NH4Cl) (Rebelo et al., 2014). How-
ever, creatinine was omitted from the syn-
thetic urine because we would like to analyze 
creatinine in the urine (Ferenczy et al., 2016). 
Synthetic urine was kept in the refrigerator at 
2–8 °C until use. 
 
Derivatization (Silylation) 

Standard solutions of 100 µL sarcosine 
and other metabolites were put into GC ana-
lyzed vials which were undergone overnight 
vacuum drying at 400 mmHg. After com-
pletely dry, anhydrous residues were reconsti-
tuted with 100 µL of BSTFA + 1 % TMCS for 
derivatization. Various parameters can vitally 
affect the productivity of the derivatization re-
action. Among them, the reaction time was 
optimized by using four different durations 
(0.5 h, 1 h, 1.5 h and 2 h) at a fixed tempera-
ture (100 °C). Derivatives of each metabolite 
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were mixed with 100 µL of acetonitrile, and 
then transferred into GC glass inserts. After-
wards, 1 µL of the derivatives of sarcosine, α-
alanine, β-alanine, glycine and creatinine was 
injected into the GC-MS/MS by Gerstel MPS 
autosampler. The reaction time that produced 
the greatest yield for the five substances as an 
integrated peak area was fixed for use in fur-
ther investigations. 
 
GC-MS/MS analysis 

Bruker 456 Gas Chromatography (GC), 
coupled with a Bruker Scion Triple Quadru-
pole Mass Spectrometer (Bruker Corpora-
tion) and a GERSTEL multipurpose sampler 
MPS for GC, was used for this entire study. 
The GC conditions were: column, Rxi ®-5Sil 
MS (30 m×0.25 mm×0.25 µm, RESTEK, 
USA); carrier gas, helium; flow rate, 1.0 
mL•min-1; splitless injection; injection port 
temperature, 260 °C; injection volume, 1 µL. 
Since nature of the analyte and column oven 
temperature have influence upon separation 
of target analytes, a gradient column oven 
temperature program was utilized for deter-
mining the complex substances. The column 
oven temperature program was as follows: 
80 °C was initially maintained for 2 min and 
then raised to 280 °C at 15 °C•min-1; the tem-
perature was held at 280 °C for 3 min.  

Tandem mass spectrometry conditions 
used in this study were: ion source tempera-
ture, 230 °C; ionization mode, electron im-
pact (EI), ionization energy, 70 eV; collision-
induced dissociation (CID) gas, argon; scan 
type, full-scan (FS) mode (mass range 50–500 
a.m.u); selected ion monitoring (SIM) (Table 

1) and multiple reaction monitoring (MRM). 
Empirically derived MRM was used instead 
of the built-in auto-optimization feature to 
identify the exact mass of the [M + H]+ ions 
in the spectrum. This was carefully figured 
out for particular precursor and product ions, 
and so optimized the collision energy (CE) for 
specific transition ions (Table 2). The ulti-
mate MRM method for sarcosine, α-alanine 
and β-alanine, glycine and creatinine is shown 
in Table 3. The total run time was about 11 
min. 

 
Method Validations 

The processes to validate a newly devel-
oped method to be analytically acceptable 
were manipulated systematically under opti-
mal experimental conditions (FDA, 2001). 
Standard calibration plots were constructed, 
with the concentration ranges of 0.012 – 200 
µg•mL-1 for sarcosine and creatinine, and 0.03 
– 500 µg•mL-1 for α-alanine, β-alanine and 
glycine, by using two-fold serial dilutions (n 
= 3). The linearity range of the linear equation 
was evaluated; the limit of detection (LOD) 
and the limit of quantification (LOQ) were in-
terpreted when signal-to-noise ratios reached 
3:1 and 10:1, respectively. In order to know 
the feasibility and reliability of this developed 
method for clinical application, our method 
was applied to synthetic urine. Three concen-
trations of spiked synthetic urine samples (1, 
5 and 10 µg•mL-1) were analyzed (n = 20) to 
evaluate the recovery performance. It was cal-
culated as Bianchi et al.: 

݊݅ݐܽݎݐ݊݁ܿ݊ܥ	݀݁ݒݎ݁ݏܾܱ
݊݅ݐܽݎݐ݊݁ܿ݊ܥ	݈ܽݑݐܿܣ

ൈ 100 

 
Table 1: Summary of EI mass spectrum of five substances and target ions for SIM 

 
Note: Selected Ion Monitoring (SIM) and Electron Ionization (EI) 

Analyst
EI Mass Spectrum 

(m/z)

Retention Time 

(min)
Target Ions (SIM)

α-Alanine 59, 73, 116, 147,190, 218 6.14 73, 116, 147, 190

Glycine 59, 73, 102, 147, 176, 204 6.34 73, 102, 147, 176

Sarcosine 73, 116, 147, 160, 190, 218, 233 6.53 73, 116, 147

β-Alanine 59, 73, 102, 116, 147, 176, 218 7.16 73, 102, 147, 176

Creatinine 73, 100, 115, 143, 171, 314, 329 10.68 73, 100, 115, 143
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Table 2: Collision energy optimization 

 
Note: * No significant peak was found. Collision energy (CE) 

 
 

Table 3: Summary of MS/MS parameters for five substances 

 
a quantifier ion for α-alanine b quantifier ion for glycine c quantifier ion for sarcosine 
d quantifier ion for β-alanine e quantifier ion for creatinine 

 
 

Mean percent recovery in the developed 
method should be within 80-120 of the target 
concentration to be accurate enough to use in 
routine laboratories (Bianchi et al., 2011).  

To study random error and repeatability of 
the developed method, inter-day and intra-day 
precision studies were conducted. Twenty 
replicates of spiked urine samples with two 
different concentrations (1 and 5 µg•mL-1) 

α-Alanine Glycine Sarcosine β-Alanine Creatinine

Transition 

Ions

CE 

(eV)

Transition 

Ions

CE 

(eV)

Transition 

Ions

CE 

(eV)

Transition 

Ions

CE 

(eV)

Transition 

Ions

CE 

(eV)
116→61

116→91

147→116

147→131

190→147
190→149

190→167

20

5

5

10

15
5

5

102→75

102→91

147→91

147→131

176→147
176→149

5

5

5

10

10
5

116→73

147→131

10

10

102→61

102→63

102→91

147→91

147→115
147→131

176→147

176→149

176→167

*

*

5

5

*
10

10

5

5

73→58

73→61

100→59

100→73

115→73
115→100

143→100

143→115

15

10

10

10

15
5

10

5

Analyst 
MW 

(g•moL-1)
Retention Time (min) Q1 Q3 CE (eV)

α-Alanine 89.094 6.14

116
147

190 a

190
190

91
131
147a

149
167

5
10
15
5
5

Glycine 75.067 6.34

176b

176
147
102
102

147b

149
131
75
91

10
5

10
5
5

Sarcosine 89.094 6.53
131
116c

147
73c

10
10

β-Alanine 89.094 7.16

102
147
147
176d

176

91
131
91

147d

149

5
10
5

10
5

Creatinine 113.12 10.68

100e

115
115
143

73e

100
73
115

10
5

15
5
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were analyzed within one day and on four 
consecutive days with the developed GC-
MS/MS method. 
 
Statistical analysis 

The data required for interpretation of an-
alytical method’s validation were presented 
as mean ± SD, relative standard deviation 
(RSD,  %), and regression analysis by using 
the Excel statistical software package (Mi-
crosoft Excel, 2016 version). 

 
RESULTS AND DISCUSSION 

Optimal condition of silylation 
Derivatization was conducted to improve 

chromatographic separation and to improve 
suitability of sarcosine, α-alanine, β-alanine, 
glycine, and creatinine for GC-MS/MS anal-
ysis. The method of choice for derivatization 
was silylation, replacing low polarity func-
tional group (trimethylsilyl) at the position of 
active hydrogen in the target substances 
(Orata, 2012). Various derivatization meth-
ods have been utilized for amino acid analysis 
(Chen et al., 2014b; Zhu et al., 2016). Silyla-
tion, alkylation and acylation are three major 
types of derivation reactions. Silylation is the 
most frequently used method due to its shorter 
reaction time, and greater volatility and stabil-
ity. Sometimes alkylation/esterifcation needs 
a prolonged reaction time or a two-step pro-
cedure to complete derivatization. Even in si-
lylation, common reagents include BSTFA 
[N,O-bis(trimethyl-silyl) trifluoroacetamide] 
and MTBSTFA [N-methyl-N-(tert-butyl-
dimethylsilyl) trifluoroacetamide] (Little, 
1999). Derivatives from MTBSTFA are more 
stable than those of BSTFA which are mois-
ture sensitive (Sobolevsky et al., 2003), but no 
significant difference in derivatives yielded 
from small molecular mass compounds 
(Schummer et al., 2009). Moreover, BSTFA’s 
derivatives were more volatile as compared to 
those of MTBSTFA. Furthermore, the func-
tional amino/imino groups of creatinine could 
be reacted with either MSTFA or MTBSTFA 
to convert trimethylsilyl or tert-butyldime-
thylsilyl derivatives (Siekmann, 1985; Car-

obene et al., 1997). Accordingly, the derivati-
zation reagent BSTFA, in the presence of cat-
alyst [1 % TMCS (trimethylchlorosilane)], 
was the best choice for this study. The proce-
dure was adapted from a previous report (Wu 
et al., 2011). To optimize the conditions, deri-
vatization was carried out with different reac-
tion times (0.5, 1, 1.5 and 2 h) at 100 °C. Each 
compound had distinct derivatization effi-
ciencies with the four reaction times. The op-
timal reaction conditions were carefully eval-
uated, assessing reaction time vs relative peak 
area. The results showed that the reaction time 
of 0.5 h yielded the highest peak area for β-
alanine and glycine, 1 h for α-alanine, 1.5 h 
for sarcosine, and 2 h for creatinine (Figure 
2A-E). However, a reaction time of 1.5 h pro-
duced an alternative optimal yield for all sub-
stances with the second highest peak area at 
100 °C, which was suitable for the five sub-
stances with GC-MS/MS. 

 
Compounds identification in full-scan  
monitoring 

Fundamental to GC-MS quantification are 
the mass spectrum and retention time (RT) of 
the target analyte. One µL derivative from 50, 
100 and 200 µg•mL-1 concentrations of each 
substance was analyzed with full-scan (FS) 
monitoring by gas chromatography-tandem 
mass spectrometry (GC-MS/MS). All sub-
stances were readily eluted from the column 
with clear chromatographic separation under 
the designated temperature program. Herein, 
α-alanine was eluted first from the column at 
6.14 min, while glycine, sarcosine, β-alanine 
and creatinine were sequentially eluted at 
6.34 min, 6.53 min, 7.16 min and 10.68 min, 
respectively. Creatinine had the longest reten-
tion time among five; perhaps it had a 
stronger reaction with the stationary phase 
than did the others. In additions, the ring in 
creatinine might slow its volatility. Definitive 
mass spectra of sarcosine, α-alanine, β-ala-
nine, glycine and creatinine were successfully 
identified (Figure 3A-E). Moreover, the re-
tention time of each substance was very in-
formative for compound identification as 
well.  
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Figure 2: Optimization of silyl derivatization for five substances at various reaction times: sarcosine (A), α-
alanine (B), β-alanine (C), glycine (D), and creatinine (E) 

Figure 3: Chromatogram and mass spectrum of α-alanine (A) in full-scan monitoring 
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Figure 3 (cont.): Chromatogram and mass spectrum of glycine (B), sarcosine (C), β-alanine (D) in full-
scan monitoring 
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Figure 3 (cont.): Chromatogram and mass spectrum of creatinine (E) in full-scan monitoring 

 

 

Despite the fact that retention time and 
mass spectrum matching were useful for com-
pound identification, library search was not 
perfect for TMS derivatives since they had 
heavier molecular weights than intact com-
pounds with different mass spectral patterns. 
TMS derivatives of sarcosine, α-alanine and 
glycine matched with the mass spectra of 
2TMS sarcosine, α-alanine and glycine in the 
NIST (National Institute of Standard and 
Technology) Library (Lee et al., 2002). How-
ever, TMS derivatives of β-alanine and creat-
inine could not be found in the NIST Library. 
Fortunately, top fragment ions of β-alanine 
(m/z 73, 176 and 218) were similar to the mass 
spectrum of 2TMS β-alanine in a drug bank 
database (Lee et al., 2002). The mass spectral 
pattern of creatinine’s derivative in our study 
was consistent with the claim of Siekmann 
(1985). In summary, our target compounds 
were definitely identified, and their mass 
spectral patterns were consistent with previ-
ous research. Notably, the high abundance 
ions of sarcosine and α-alanine were similar 
both owned m/z 73, 116, 147 and 190 as 
shown in Table 1. Likewise, β-alanine and 
glycine had m/z 73, 102, 147 and 176. Only 
creatinine had significant molecular ions such 
as 73, 100, 115 and 143. Based on this infor-

mation, MS/MS transition was vital to im-
prove specificity and sensitivity of sarcosine, 
α- and β-alanine, glycine, and creatinine in the 
analytical determinations. 

 
Multiple reaction monitoring (MRM)  
transition 

A GC-MS/MS method for determination 
of five substances in urine was developed 
which aimed for application in routine labor-
atories. Biological samples had matrix effects 
in GC-MS analyses, both with full-scan (FS) 
or selected ion monitoring (SIM) types. 
MS/MS fragmentation was the best suited to 
reduce matrix effect of urine samples, and in-
creases sensitivity and specificity. MRM tran-
sition was evaluated starting from SIM; it was 
favorably generated by selecting three to four 
of the most abundance ions found on FS mon-
itoring as target ions in SIM mode (Table 1). 
SIM MS supported a higher sensitivity and 
less complex chromatogram. An average sen-
sitivity improvement of 11- to 22-fold was 
found when the FS and SIM methods were 
compared for airborne volatile organic com-
pounds (Jia et al., 2006). As expected, shifting 
from FS to SIM enhanced sensitivity by re-
ducing background noise, and improved spec-
ificity by removing different molecular mass 

E

5 6 7 9 10 min8 m/z
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ions which were not included in the pre-de-
fined list. However, it was not affordable to 
eliminate all potential matrix interferences. 
Due to this, product scan monitoring was con-
ducted in pursuing the MRM setting and pre-
cursor ions were the same as target ions in 
SIM. Prominent precursor and product ions 
were chosen as transition ions for each com-
pound. During transition ion selection, com-
mon molecular ion m/z 73 was omitted be-
cause it was not target specific and was found 
in all the target analytes. Moreover, it is the 
most abundant molecular ion of BSTFA ac-
cording to NIST Library (Lee et al., 2002). 
Thereafter, we moved additional low abun-
dance ions out with caution before collision 
energy (CE) optimization (carried out at 5 – 
25 eV). Particular CE energies produce a var-
iable abundance of fragment ions in equiva-
lent chromatographic peak areas. Some tran-
sition ions did not produce any significant 
peak in the CE optimization (Table 2). Fi-
nally, two unique transition ions for sarcosine, 
four unique ions for creatinine, and five 
unique transition ions for glycine, α- and β-
alanine were introduced into method acquisi-
tion for compound identification at specific 
retention times (Table 3). The most (100 %) 
abundant transition ions of sarcosine, α- and 
β-alanine, glycine and creatinine (m/z 116 → 
73, m/z 190 → 147, m/z 176 → 147, m/z 176 
→ 147 and m/z 100 → 73) were selected for 
quantitative analysis. All the rest were set up 
as qualifier transition ions. 

Afterwards, 1 µL of 100 µg•mL-1 concen-
trations of five standard mixture was prosper-
ously investigated in multiple reaction moni-
toring under optimal experimental conditions. 
Newly developed GC-MS/MS method was 
favorably separated as shown in Figure 4 and 
significantly reduced background noise com-
pared to full-scan mode. Accordingly, our re-
search study decisively developed a useful 
GC-MS/MS method for simultaneous deter-
mination of urinary sarcosine, α-alanine, β-al-
anine, glycine and creatinine for prostate can-
cer detection. A number of advantages in our 
study was to begin with rapid GC-MS/MS run 
time, 11 min for all substances including 

holding time and requirement of single condi-
tion for all substances including sarcosine. 
Moreover, our method also has many bene-
fits, such as simple derivatization procedure, 
shorter reaction times, readily available rea-
gent, no additional protocol for creatinine 
analysis and regardless of time consuming.  

 
Figure 4: Total ion chromatogram (TIC) of five 
substances with Multiple Reaction Monitoring by 
GC-MS/MS: α-alanine (6.14 min), Glycine (6.34 
min), Sarcosine (6.53 min), β-alanine (7.16 min), 
Creatinine (10.68 min) 
 
 
Method validations and clinical application 

In order to prove that the developed ana-
lytical method was acceptable for use in the 
clinical setting, method validations were per-
formed. Fifteen points’ calibration curves for 
sarcosine, α- and β-alanine, glycine and creat-
inine were constructed by doing two fold se-
rial dilutions (Supplementary data). In Table 
4, high correlations of determination (R2 > 
0.99) were observed for all five substances. 
The linearity of sarcosine was in the concen-
tration range of 0.01–50 µg•mL-1 (R2 = 
0.9954). Next, α-alanine and glycine were lin-
ear in the range of 0.03–500 µg•mL-1 with R2 

http://www.excli.de/vol17/Suksrichavalit_16102018_supplementary_data.xlsx
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Table 4: Linearity, LOD and LOQ of the five substances 

Note: Limit of detection (LOD) and Limit of quantification (LOQ) 

 
 

values of 0.9974 and 0.9948, respectively. 
The linearity of β-alanine was in the range of 
0.06–63 µg•mL-1 with R2 = 0.9926. Last, cre-
atinine had an R2 0.9923 in the linear range of 
0.01–100 µg•mL-1. The limit of detection 
(LOD), and the limit of quantification (LOQ) 
were evaluated when signal-to-noise ratio 
(S/N) reached 3:1 and 10:1, respectively. The 
LOD and LOQ of sarcosine and creatinine 
were all ~0.01 µg•mL-1. The LOD and LOQ 
of α-alanine and glycine were each ~0.03 
µg•mL-1, and for β-alanine were 0.03 and 0.06 
µg•mL-1, respectively. This new method 
showed a low LOD for all substances. 

According to Tan and Gajra (2006) uri-
nary α-alanine and glycine normal ranges in 
Caucasians are 191–531 µmol•L-1 and 142–
297 µmol•L-1, however β-alanine is undetect-
able. The LOD and LOQ of α-alanine and gly-
cine in our method were 0.03 µg•mL-1 (0.34 
µmol•L-1 for α-alanine and 0.40 µmol•L-1 for 
glycine). Urinary metabolite concentrations 
can vary with dietary intake; anyhow, our 
method is sensitive enough to determine α-al-
anine and glycine routinely. In terms of sarco-
sine, Meyer et al. studied urinary sarcosine in 
men and women from China and report that 
the minimum sarcosine level is 25 ng•mL-1 in 
men and 34 ng•mL-1 in women (Meyer et al., 
2011). Therefore, the LOD and LOQ of 0.01 
µg•mL-1 (10 ng•mL-1) should be suitable to 
use in routine laboratories for sarcosine deter-
mination. The World Health Organization 
(WHO) recommends to recollect voided urine 
when creatinine < 30 mg•dL-1 (Barr et al., 
2005). Hence, the 0.01 µg•mL-1 (0.001 mg•dL-1) 

sensitivity of our method was sufficient. 
Thus, the high linearity and low LOD/LOQ of 
our developed method was sensitive and suit-
able for clinical application.  

With the purpose of analyzing urinary me-
tabolites, our accuracy and precision studies 
utilized spiked synthetic urine. In terms of ac-
curacy, mean recovery of known amounts of 
the five substances (1, 5 and 10 µg•mL-1) 
spiked into synthetic urine was 88–110 % 
(Table 5). This finding verified the accuracy 
of the GC-MS/MS methods, with satisfactory 
recoveries of the five urinary substances. To 
assess the precision of the developed method, 
the first step was to examine instrument pre-
cision or injection repeatability. Spiked syn-
thetic urines with five standard mixtures were 
processed under optimal conditions of sample 
preparation. Two concentrations (1 and 5 
µg•mL-1) of the spiked samples were assayed 
three times a day and run for twenty consecu-
tive days. The second step was intra-assay 
precision. For that, twenty replicates of the 
spiked samples (1 and 5 µg•mL-1) were ana-
lyzed in a single run on a single day. The in-
tra- and inter-run precisions were expressed 
as a percentage of relative standard deviation 
(RSD,  %). The intra- and inter-run precisions 
of sarcosine were numerically below 5 % and 
7 %, respectively (Table 6). This indicated a 
valid repeatability under optimal conditions. 
In the case of glycine and creatinine, both also 
achieved good intra- and inter-run precision 
with RSD < 10 %. In contrast, the precisions 
(RSD) with α- and β-alanine showed weaker 
repeatability, with RSD values of > 10 %. 

Linearity range 
(µg•mL-1)

R2 LOD 
(µg•mL-1)

LOQ 
(µg•mL-)

α-Alanine 0.03 – 500 0.9974 0.03 0.03 

Glycine 0.03 – 500 0.9948 0.03 0.03 

Sarcosine 0.01 – 50 0.9954 0.01 0.01 

β-Alanine 0.06 – 63 0.9926 0.03 0.06

Creatinine 0.01 – 100 0.9923 0.01 0.01 
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However, this was acceptable given our inter-
est to separate sarcosine from the two iso-
mers. The strength of our developed method 
was clearly the separation of sarcosine from 
them, and values of α- and β-alanine were not 
essential to quantify in analytical applications 
for the diagnosis of prostate cancer. 

 
Table 5: Recovery performance of spiked samples 

 
 
Table 6: Intra- and inter-assay precision studies  

Note: relative standard deviation (RSD, %) 

Stability study of TMS derivatives 
Since the physiochemical properties of 

compounds may degrade, particularly con-
centration during the time of sample prepara-
tion, storage and analysis, stability of the as-
say was important to ensure a maximum al-
lowable period for analyses. Spiked urine 
samples of sarcosine are stable at room tem-
perature for 12 hours and also through three 
freeze-thaw cycles (Soliman et al., 2012). In 
comparison, with storage conditions of -20 °C 
and -80 °C for 0–72 h, -80 °C appears more 
deleterious on sarcosine determination after 
48 h of storage (Cernei et al., 2015). It was 
interesting to know the stability of TMS de-
rivatives of our target substances. Stabilities 
of TMS derivatives in terms of organic acids 
have been investigated (Christou et al., 2014), 
however not for amino acids. With this pur-
pose, a standard concentration (5 µg•mL-1) of 
five standard mixtures was investigated at 
thirty-minute intervals from time zero to five 
hours under optimal experimental conditions 
(Figure 5). We found that sarcosine, α-ala-
nine, β-alanine, glycine and creatinine all had 
more than 80 % stability for up to two hours. 
Be aware of that investigation later than two 
hours after derivatization led to significantly 
diminished concentrations of target analytes. 
Determination of the five urinary substances 
within two hours after derivatization using 
gas chromatography-tandem mass spectrom-
etry (GC-MS/MS) provided accurate quanti-
fication and the best results for clinical appli-
cations. 

 
CONCLUSION 

A state-of-the-art method for determina-
tion of the prostate cancer potential bio-
marker, sarcosine, and its related metabolites 
including α-alanine, β-alanine, glycine and 
creatinine, was promising. Optimal condi-
tions for silyl derivatization were 1.5 h at 
100 °C. Unique transition ions for sarcosine 
(m/z 116 → 73), α-alanine (m/z 190 → 147), 
β-alanine and glycine (m/z 176 → 147), and 
creatinine (m/z 100 → 73) were successfully 
defined in  MRM  quantification.  Progress  in 

Analyte
Spiked 

Concentration

(µg•mL-1)

Observed 

Concentration

(µg•mL-1)

Recovery 

(%)

α-Alanine 1

5

10

1.1

4.9

9.1

110

98

91
Glycine 1

5

10

1.0

4.6

9.1

104

91

91
Sarcosine 1

5

10

1.1

4.9

8.8

109

98

88
β-Alanine 1

5

10

1.1

5.2

10.2

106

104

102
Creatinine 1

5

10

1.0

5.5

10.9

104

110

109

Analyte
Spiked 

Concentration

(µg•mL-1)

Mean ± S.D

(µg•mL-1)

RSD

(%)

α-Alanine

Intra-assay

Inter-assay

1

5

1

5

1.12 ± 0.03

4.89 ± 0.22

1.23 ± 0.10

5.03 ± 0.51

2.68

4.52

8.13

10.18
Glycine

Intra-assay

Inter-assay

1

5

1

5

0.86 ± 0.01

5.11 ± 0.23

1.04 ± 0.07

4.769 ± 0.40

1.16

4.50

7.13

8.35
Sarcosine

Intra-assay

Inter-assay

1

5

1

5

0.88 ± 0.04

4.81 ± 0.13

1.05 ± 0.06

4.68 ± 0.31

4.55

2.73

5.71

6.62
β-Alanine

Intra-assay

Inter-assay

1

5

1

5

1.07 ± 0.15

5.10 ± 0.57

1.57 ± 0.19

5.06 ± 0.46

14.02

11.18

11.86

9.09
Creatinine

Intra-assay

Inter-assay

1

5

1

5

1.04 ± 0.05

4.87 ± 0.27

1.05 ± 0.05

5.01 ± 0.34

4.81

5.54

4.76

6.99
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Figure 5: Stabilities of trimethylsilyl derivatives of five substances 

 
 
 

analytical method validation was considera-
ble, demonstrating low limits of detection 
(0.01 - 0.03 µg•mL-1), with high correlation 
(R2 > 0.99), great accuracy (88–110 % recov-
ery performance), and allowable precision 
(RSD < 10 %). Our studies showed stability 
of up to 80 % within two hours for all sub-
stances, and that it is better to analyse imme-
diately or within 2 h of derivatization. This 
simple, robust and rapid GC-MS/MS analytic 
method is suitable to use in clinical applica-
tions. Monitoring a urinary profile containing 
five substances could provide a beneficial role 
in the early diagnosis of prostate cancer and a 
better understanding of its progression.  

 
Acknowledgements 

The authors acknowledge financial sup-
port from Health System Research Institute 
(HSRI: Grant No. 60-026) and National Re-
search Council of Thailand (NRCT). 

 

Conflict of interest 
The authors declare that there are no con-

flicts of interest related to this work. 
 

REFERENCES 

Barr DB, Wilder LC, Caudill SP, Gonzalez AJ, Need-
ham LL, Pirkle JL. Urinary creatinine concentrations 
in the US population: implications for urinary biologic 
monitoring measurements. Environ Health Perspect. 
2005;1:192-200. 

Bianchi F, Dugheri S, Musci M, Bonacchi A, Salvadori 
E, Arcangeli G, et al. Fully automated solid-phase mi-
croextraction–fast gas chromatography–mass spec-
trometry method using a new ionic liquid column for 
high-throughput analysis of sarcosine and N-ethylgly-
cine in human urine and urinary sediments. Anal Chim 
Acta. 2011;707:197-203. 

Burton C, Gamagedara S, Ma Y. A novel enzymatic 
technique for determination of sarcosine in urine sam-
ples. Anal Meth. 2014;4:141-6. 



EXCLI Journal 2018;17:965-979 - ISSN 1611-2156 
Received: May 20, 2018, accepted: October 02, 2018, published: October 16, 2018 

 

 

978 

Carobene A, Ferrero C, Ceriotti F, Modenese A, 
Besozzi M, De Giorgi E, et al. Creatinine measurement 
proficiency testing: assignment of matrix-adjusted ID 
GC-MS target values. Clin Chem. 1997;43:1342-7. 

Cernei N, Zitka O, Ryvolova M, Adam V, Masarik M, 
Hubalek J, et al. Spectrometric and electrochemical 
analysis of sarcosine as a potential prostate carcinoma 
marker. Int J Electrochem Sci. 2012;7:4286-301. 

Cernei N, Nejdl L, Krizkova S, Ruttkay-Nedecky B, 
Heger Z, Zitka O, et al. Influence of a storage protocol 
on sarcosine levels in the human urinary specimens. J 
Metallom Nanotechnol. 2015;1:40-50. 

Chen J, Zhang J, Zhang W, Chen Z. Sensitive determi-
nation of the potential biomarker sarcosine for prostate 
cancer by LC–MS with N, N′‐dicyclohexylcar-
bodiimide derivatization. J Sep Sci. 2014a;37:14-9. 

Chen X, Gao D, Liu F, Gao X, Wang S, Zhao Y, et al. 
A novel quantification method for analysis of twenty 
natural amino acids in human serum based on N-phos-
phorylation labeling using reversed-phase liquid chro-
matography–tandem mass spectrometry. Anal Chim 
Acta. 2014b;836:61-71. 

Christou C, Gika HG, Raikos N, Theodoridis G. GC-
MS analysis of organic acids in human urine in clinical 
settings: a study of derivatization and other analytical 
parameters. J Chromatogr B. 2014;964:195-201. 

FDA, Food and Drug Administration. Guidance for in-
dustry, bioanalytical method validation. 2001. 
https://www.fda.gov/downloads/Drugs/Guid-
ance/ucm070107.pdf. Accessed 1 Feb 2017. 

Ferenczy V, Kotora P, Szabó AH, Blaško J, Kubinec 
R, Behúlová D, et al. Simultaneous analysis of fructose 
and creatinine in urine samples using GC–MS/MS and 
enzymatic methods. Monatsh Chem Chem Mon 2016; 
147:1343-7. 

Heger Z, Cernei N, Gumulec J, Masarik M, Eck-
schlager T, Hrabec R, et al. Determination of common 
urine substances as an assay for improving prostate 
carcinoma diagnostics. Oncol Rep. 2014;31:1846-54. 

Heger Z, Gumulec J, Cernei N, Polanska H, Raudenska 
M, Masarik M, et al. Relation of exposure to amino ac-
ids involved in sarcosine metabolic pathway on behav-
ior of non-tumor and malignant prostatic cell lines. The 
Prostate. 2016a;76:679-90. 

Heger Z, Rodrigo MAM, Michalek P, Polanska H, Ma-
sarik M, Vit V, et al. Sarcosine up-regulates expression 
of genes involved in cell cycle progression of meta-
static models of prostate cancer. PLoS One. 2016b; 
11(11):e0165830. 

Jain M, Nilsson R, Sharma S, Madhusudhan N, Kitami 
T, Souza AL, et al. Metabolite profiling identifies a key 
role for glycine in rapid cancer cell proliferation. Sci-
ence. 2012;336:1040-4. 

Jentzmik F, Stephan C, Lein M, Miller K, Kamlage B, 
Bethan B, et al. Sarcosine in prostate cancer tissue is 
not a differential metabolite for prostate cancer aggres-
siveness and biochemical progression. J Urol. 2011; 
185:706-11. 

Jentzmik F, Stephan C, Miller K, Schrader M, Erbers-
dobler A, Kristiansen G, et al. Sarcosine in urine after 
digital rectal examination fails as a marker in prostate 
cancer detection and identification of aggressive tu-
mours. Eur Urol. 2010;58:12-8. 

Jia C, Batterman S, Chernyak S. Development and 
comparison of methods using MS scan and selective 
ion monitoring modes for a wide range of airborne 
VOCs. J Environ Monit. 2006;8:1029-42. 

Khan AP, Rajendiran TM, Ateeq B, Asangani IA, Ath-
anikar JN, Yocum AK, et al. The role of sarcosine me-
tabolism in prostate cancer progression. Neoplasia. 
2013;15:491-501. 

Lee BY, Yanamandra K, Thurmon TF. Quantitative es-
timation of organic analytes with a capillary column. 
Am Clin Lab. 2002;21(4):30-4. 

Little JL. Artifacts in trimethylsilyl derivatization reac-
tions and ways to avoid them. J Chromatogr A. 1999; 
844:1-22. 

Meyer TE, Fox SD, Issaq HJ, Xu X, Chu LW, Veenstra 
TD, et al. A reproducible and high-throughput 
HPLC/MS method to separate sarcosine from α-and β-
alanine and to quantify sarcosine in human serum and 
urine. Anal Chem. 2011;83:5735-40. 

Orata F. Derivatization reactions and reagents for gas 
chromatography analysis. In: Mohd MA (ed.): Ad-
vanced gas chromatography - progress in agricultural, 
biomedical and industrial applications (pp 83-108). Ri-
jeka: INTECH, 2012. 

Rebelo TSCR, Pereira CM, Sales MGF, Noronha JP, 
Costa-Rodrigues J, Silva F, et al. Sarcosine oxidase 
composite screen-printed electrode for sarcosine deter-
mination in biological samples. Anal Chim Acta. 2014; 
850:26-32. 

Schummer C, Delhomme O, Appenzeller BMR, Wen-
nig R, Millet M. Comparison of MTBSTFA and 
BSTFA in derivatization reactions of polar compounds 
prior to GC/MS analysis. Talanta. 2009;77:1473-82. 



EXCLI Journal 2018;17:965-979 - ISSN 1611-2156 
Received: May 20, 2018, accepted: October 02, 2018, published: October 16, 2018 

 

 

979 

Shamsipur M, Naseri MT, Babri M. Quantification of 
candidate prostate cancer metabolite biomarkers in 
urine using dispersive derivatization liquid–liquid mi-
croextraction followed by gas and liquid chromatog-
raphy–mass spectrometry. J Pharm Biomed Anal. 
2013;81:65-75. 

Siekmann L. Determination of creatinine in human se-
rum by isotope dilution-mass spectrometry. Definitive 
methods in clinical chemistry. IV. Clin Chem Lab 
Med. 1985;23:137-44. 

Sobolevsky TG, Revelsky AI, Miller B, Oriedo V, 
Chernetsova ES, Revelsky IA. Comparison of silyla-
tion and esterification/acylation procedures in GC-MS 
analysis of amino acids. J Sep Sci. 2003;26:1474-8. 

Soliman LC, Hui Y, Hewavitharana AK, Chen DD. 
Monitoring potential prostate cancer biomarkers in 
urine by capillary electrophoresis–tandem mass spec-
trometry. J Chromatogr A. 2012;1267:162-9. 

Sreekumar A, Poisson LM, Rajendiran TM, Khan AP, 
Cao Q, Yu J, et al. Metabolomic profiles delineate po-
tential role for sarcosine in prostate cancer progression. 
Nature. 2009;457:910-4. 

Tan I, Gajra B. Plasma and urine amino acid profiles in 
a healthy adult population of Singapore. Ann Acad 
Med Singapore. 2006;35:468-75. 

Weng M, Zou L, Liang J, Wang X, Zhang D, Fang Y, 
et al. The urinary sarcosine/creatinine ratio is a poten-
tial diagnostic and prognostic marker in prostate can-
cer. Med Sci Monit. 2018;24:3034-41.  

Wu H, Liu T, Ma C, Xue R, Deng C, Zeng H, et al. 
GC/MS-based metabolomic approach to validate the 
role of urinary sarcosine and target biomarkers for hu-
man prostate cancer by microwave-assisted derivatiza-
tion. Anal Bioanal Chem. 2011;401:635-46. 

Yamkamon V, Phakdee B, Yainoy S, Suksrichawalit 
T, Tatanandana T, Sangkum P, et al. Development of 
sarcosine quantification in urine based on enzyme-cou-
pled colorimetric method for prostate cancer diagnosis. 
EXCLI J. 2018;17:467-78. 

Zhu F, Wang J, Zhu L, Tan L, Feng G, Liu S, et al. 
Preparation of molecularly imprinted polymers using 
theanine as dummy template and its application as SPE 
sorbent for the determination of eighteen amino acids 
in tobacco. Talanta. 2016;150:388-98. 

 
 


