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Molecular diagnostic methods have evolved and matured considerably over the last several decades and are
constantly being evaluated and adopted by clinical laboratories for the identification of infectious pathogens.
Advancement in other technologies such as fluorescence, electronics, instrumentation, automation, and sensors
have made the overall diagnostic process more accurate, sensitive, and rapid. Nucleic acid based detection
procedures, which rely on the fundamental principles of DNA replication have emerged as a popular and
standard diagnostic method, and several commercial assays are currently available based on different nucleic
acid amplification techniques. This review focuses on the major amplification chemistries that are used for
developing commercial assays and discusses their application in the clinical virology laboratory.

1. Introduction

Clinical microbiologists are constantly striving to deliver accurate
test results more quickly to ensure that appropriate treatment and in-
fection control measures are implemented on time. Conventional di-
agnostic methods, such as microscopy and culture are laborious, time-
consuming and require considerable technical skill for accurate analysis
of the pathogen [1,2]. The technology revolution that has occurred over
the last few decades has considerably improved and expanded the di-
agnostic capabilities of modern clinical microbiology laboratories. In
particular, the development of nucleic acid amplification chemistries
that allows rapid amplification and characterization of the target nu-
cleic acid has aided in the development of numerous commercial assays
for several relevant viral pathogens (Table 1). The amplification che-
mistries are often modified to detect multiple targets or to improve the
overall sensitivity and specificity of the method, by controlling specific
reaction conditions or by the addition of specially designed oligonu-
cleotides and enzymes. Most of these diagnostic methods have been
automated or converted to a sample-to-answer format that can ma-
nipulate smaller volumes of sample and can deliver accurate, quanti-
fiable test results in a short amount of time. Furthermore, automation
eliminates the need for extensive training of laboratory personnel and
reduces the possibility of contamination and human error. This review
focuses on the major amplification chemistries, including target am-
plification, signal amplification, and probe amplification that are cur-
rently being used for developing commercial assays for the detection of
viral pathogens, discusses the advantages and disadvantages of each
technique, and their application in the clinical virology laboratory.

2. Target amplification techniques

Target amplification is the most popular method for DNA and RNA
analysis and has been widely implemented for the detection of viral
pathogens. In this method, nucleic acids of interest are enzymatically
amplified and the amplified products can be detected by various
methods such as electrophoresis, electrochemiluminescence, or labeled
oligonucleotides that hybridize to the complementary target sequence.
Target amplification techniques include several chemistries such as the
polymerase chain reaction (PCR), nucleic acid sequence–based ampli-
fication (NASBA), transcription mediated amplification (TMA), loop-
mediated isothermal amplification (LAMP), and strand displacement
amplification (SDA), which are described in detail below.

2.1. Polymerase chain reaction (PCR)

The development of PCR by Kary Mullis in the 1980s revolutionized
the detection of microbial pathogens in clinical specimens. PCR is a
highly sensitive method that involves cyclical heating and cooling of
the reaction mixture to facilitate amplification of the target DNA [3].
The method consists of three basic steps (denaturation, annealing, and
extension) and the reaction mixture requires four primary components
(template DNA, primers, nucleotides, and a DNA polymerase) (Fig. 1a).
Double-stranded target DNA (dsDNA) is thermally denatured to form a
single-stranded DNA template (ssDNA). Oligonucleotide primers anneal
to complementary target sequences on the nucleic acid template and
are extended by the DNA polymerase, thus creating the resultant PCR
product (amplicon). The reaction occurs in a programmable thermal

https://doi.org/10.1016/j.jcv.2019.03.015
Received 14 November 2018; Received in revised form 19 February 2019; Accepted 25 March 2019

⁎ Corresponding author at: 12212 Technology Blvd, Austin, TX, 78727, United States.
E-mail address: sdas@luminexcorp.com (S. Das).

Journal of Clinical Virology 115 (2019) 18–31

1386-6532/ © 2019 Elsevier B.V. All rights reserved.

T

http://www.sciencedirect.com/science/journal/13866532
https://www.elsevier.com/locate/jcv
https://doi.org/10.1016/j.jcv.2019.03.015
https://doi.org/10.1016/j.jcv.2019.03.015
mailto:sdas@luminexcorp.com
https://doi.org/10.1016/j.jcv.2019.03.015
http://crossmark.crossref.org/dialog/?doi=10.1016/j.jcv.2019.03.015&domain=pdf


Table 1
Commercially available nucleic acid amplification assays for viral pathogens a.

Product Company Chemistry Viral Pathogens

Abbott RealTime CMV Abbott Real-time PCR CMV
Aptima HPV 16 18/45 Genotype Assay Hologic Real-time PCR HPV
artus CMV RGQ MDx Kit Qiagen Real-time PCR CMV
artus HSV-1/2 QS-RGQ MDx Kit Qiagen Real-time PCR HSV 1, HSV 2
BD Onclarity™ HPV Assay Becton Dickinson Real-time PCR HPV
COBAS® AmpliPrep/COBAS® TaqMan®

CMV Test
Roche Molecular
Diagnostics

Real-time PCR CMV

COBAS®AmpliPrep/COBAS® TaqMan®

HBV Test, v2
Roche Molecular
Diagnostics

Real-time PCR HBV

cobas® CMV Test Roche Molecular
Diagnostics

Real-time PCR CMV

cobas® HBV test Roche Molecular
Diagnostics

Real-time PCR HBV

cobas® HPV Test Roche Molecular
Diagnostics

Real-time PCR HPV

Lyra Adenovirus Assay Quidel Real-time PCR Adenovirus
Prodesse ProAdeno™+ Assay Hologic Real-time PCR Adenovirus
Sentosa SA201 HSV-1/2 PCR Test Vela Diagnostics Real-time PCR HSV 1, HSV 2
Simplexa™ HSV 1 & 2 Direct assay Focus Diagnostics Real-time PCR HSV 1, HSV 2
Simplexa™ Influenza A H1N1 (2009) Focus Diagnostics Real-time PCR Flu A and 2009 H1N1
FilmArray® Respiratory Panel (RP) BioFire Diagnostics Nested multiplex RT-PCR Adenovirus, Coronavirus (229E, HKU1, NL63, OC43), hMPV, RSV, Flu A

[Subtype A H1, A H1-2009, A H3], Flu B, Parainfluenza 1,2,3,4,
Rhinovirus/ Enterovirus

FilmArray® Respiratory Panel 2 (RP2) BioFire Diagnostics Nested multiplex RT-PCR Adenovirus, Coronavirus (229E, HKU1, NL63, OC43), hMPV, RSV, Flu A
[Subtype A H1, A H1-2009, A H3], Flu B, Parainfluenza 1,2,3,4,
Rhinovirus/ Enterovirus

FilmArray® Respiratory Panel EZ (RP EZ) BioFire Diagnostics Nested multiplex RT-PCR Adenovirus, hMPV, Coronavirus, Rhinovirus/Enterovirus, Flu A [Subtype
A H1, A H1-2009, A H3], Flu B, Parainfluenza, RSV

FilmArray Gastrointestinal (GI) Panel BioFire Diagnostics Nested multiplex RT-PCR Adenovirus F 40/41, Astrovirus, Norovirus GI/GII, Rotavirus A ·
Sapovirus (I, II, IV, and V)

Abbott RealTime HCV Genotype II Abbott RT-PCR HCV
Abbott RealTime HBV Viral Load Assay Abbott RT-PCR HBV
Abbott RealTime HCV Viral Load Assay Abbott RT-PCR HCV
artus® Infl A/B RG RT-PCR Kit Qiagen RT-PCR Flu A, Flu B
Abbott RealTime HIV-1 Viral Load Assay Abbott Real-time RT-PCR HIV-1
AMPLICOR HIV-1 MONITOR™ Test, v1.5 Roche Molecular

Diagnostics
Real-time RT-PCR HIV-1

Aptima HPV 16 18/45 Genotype Assay Hologic Real-time PCR HPV
artus CMV RGQ MDx Kit Qiagen Real-time PCR CMV
artus HSV-1/2 QS-RGQ MDx Kit Qiagen Real-time PCR HSV 1, HSV 2
BD Onclarity™ HPV Assay Becton Dickinson Real-time PCR HPV
CDC DENV-1-4 Real-Time RT-PCR Assay CDC Real-time RT-PCR Dengue virus
COBAS® AMPLICOR HIV-1 MONITOR™

Test
Roche Molecular
Diagnostics

Real-time RT-PCR HIV-1

COBAS® AmpliPrep/COBAS® TaqMan®

CMV Test
Roche Molecular
Diagnostics

Real-time PCR CMV

COBAS® AmpliPrep/COBAS® TaqMan HIV-
1 Test

Roche Molecular
Diagnostics

Real-time RT-PCR HIV-1

COBAS® AmpliPrep/COBAS® TaqMan®

HBV Test, v2
Roche Molecular
Diagnostics

Real-time PCR HBV

COBAS® AmpliPrep/COBAS® TaqMan®

HCV Test
Roche Molecular
Diagnostics

Real-time RT-PCR HCV

cobas® CMV Test Roche Molecular
Diagnostics

Real-time PCR CMV

cobas® HCV Test Roche Molecular
Diagnostics

Real-time RT-PCR HCV

Prodesse Pro hMPV+Assay Hologic Real-time RT-PCR hMPV
RIDA GENE Norovirus GI/GII R-Biopharm AG Real-time RT-PCR Norovirus GI/GII
Simplexa™ Flu A/B & RSV Focus Diagnostics Real-time RT-PCR Flu A/B & RSV
Simplexa™ Flu A/B & RSV Direct Focus Diagnostics Real-time RT-PCR Flu A, Flu B, RSV
eSensor® Respiratory Viral Panel GenMark

Diagnostics, Inc.
Multiplex real-time PCR Adenovirus, Rhinovirus, hMPV, RSV A, RSV B, Flu A [Subtype A H1, A

H1-2009, A H3], Flu B, Parainfluenza 1,2,3
Lyra Direct HSV 1+2/VZV Assay Quidel Multiplex real-time PCR HSV 1, HSV 2, VZV
Lyra RSV+hMPV Assay Quidel Multiplex real-time PCR RSV, hMPV
Lyra™ Parainfluenza Virus Assay Quidel Multiplex real-time PCR Parainfluenza 1,2,3
Panther Fusion AdV/hMPV/RV assay Hologic Multiplex real-time PCR Adenovirus, hMPV, Rhinovirus
Panther Fusion Flu A/B/RSV assay Hologic Multiplex real-time PCR Flu A, Flu B, RSV
Panther Fusion Paraflu assay Hologic Multiplex real-time PCR Parainfluenza 1,2,3,4
Prodesse ProFAST®+ Assay Hologic Multiplex real-time PCR Flu A/H1, seasonal influenza A/H3 and 2009 H1N1
Prodesse ProFlu® + assay Hologic Multiplex real-time PCR Flu A, Flu B, RSV
Prodesse ProParaflu+ assay Hologic Multiplex real-time PCR Parainfluenza 1, 2, 3
cobas® Liat Influenza A/B & RSV Roche Molecular

Diagnostics
Multiplex real-time RT-PCR Flu A, Flu B, RSV

(continued on next page)
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cycler, and the steps are repeated for several cycles (n) to produce
multiple copies (2n) of the target sequences [4]. The end product
formed can be detected by various methods such as agarose gel elec-
trophoresis, colorimetric detection, and chemiluminescence. Gel elec-
trophoresis uses fluorescent dyes such as ethidium bromide, SYBR
Green, SYBR Gold or SYBR Safe, that can intercalate between the
stacked DNA bases and fluoresce under UV exposure [5]. In

colorimetric detection, labeled oligonucleotides are incorporated
within the target DNA, and the complex formed is detected using a
chromogenic substrate [6]. In chemiluminescence detection, enzyme
catalyzed chemical reactions involving the amplified nucleic acid emit
energy in the form of light, which can be visualized by autoradiography
or CCD imaging [7].

Alternatively, in real-time PCR (also known as quantitative PCR or

Table 1 (continued)

Product Company Chemistry Viral Pathogens

ePlex® Respiratory Pathogen Panel GenMark
Diagnostics, Inc.

Multiplex PCR and multiplex RT-
PCR

Adenovirus,Coronavirus (229E, HKU1, NL63, OC43), hMPV, RSV A, RSV
B, Flu A [Subtype A H1, A H1-2009, A H3], Flu B, Parainfluenza 1,2,3,4,
Rhinovirus/ Enterovirus

Idylla Respiratory (IFV-RSV) Panel Janssen Diagnostics Multiplex real-time RT-PCR Flu A, RSV
Lyra Influenza A+B Assay Quidel Multiplex real-time RT-PCR Flu A, Flu B
NxTAG® Respiratory Pathogen Panel Luminex Corporation Multiplex RT-PCR Adenovirus, Coronavirus (229E, HKU1, NL63, OC43), hMPV, RSV, Flu A

[Subtype A H1, A H3], Flu B, Parainfluenza 1,2,3,4, Rhinovirus/
Enterovirus, Bocavirus

VERIGENE® Respiratory Pathogens Flex
Nucleic Acid Test (RP Flex)

Luminex Corporation Multiplex RT-PCR+microarray
detection

Adenovirus, hMPV, Flu A [Subtype H1, H3], Flu B, RSV A, RSV B,
Parainfluenza 1,2,3,4, Rhinovirus

Xpert® Norovirus Cepheid Multiplex real-time RT-PCR Norovirus GI/GII
Xpert® Xpress Flu/RSV Cepheid Multiplex real-time RT-PCR Flu A, Flu B, RSV
xTAG® Gastrointestinal Pathogen Panel

(GPP)
Luminex Corporation Multiplex RT-PCR Norovirus GI/GII, Rotavirus A

xTAG® Respiratory Viral Panel FAST Luminex Corporation Multiplex end point RT-PCR Adenovirus, Coronavirus (229E, HKU1, NL63, OC43), hMPV, RSV, Flu A
[Subtype A H1, A H1-2009, A H3], Flu B, Parainfluenza 1,2,3,4,
Rhinovirus/ Enterovirus, Bocavirus

ARIES® HSV1&2 Assay Luminex Corporation MultiCode® RTx HSV 1, HSV 2
ARIES® Flu A/B & RSV Assay Luminex Corporation Multicode® RTx Flu A, Flu B, RSV
NUCLISENS® CMV PP67 Organon Teknika

Corp.
NASBA CMV

NUCLISENS® EASYQ® HIV-1 v2.0 bioMérieux Real-time NASBA HIV-1
NUCLISENS® EASYQ® HPV bioMérieux Real-time NASBA HPV
Aptima HSV 1 & 2 assay Hologic Real-time TMA HSV 1, HSV 2
Aptima HCV Quant Dx Assay Hologic Real-time TMA HCV
Aptima HBV Quant Dx Assay Hologic Real-time TMA HBV
illumigene® HSV 1&2 DNA Amplification

Assay
Meridian Bioscience,
Inc.

LAMP HSV 1, HSV 2

Alere™ i Influenza A & B Test Abbott NEAR Flu A, Flu B
Alere™ i RSV Abbott NEAR RSV
AmpliVue® HSV 1+2 Assay Quidel HDA HSV 1, HSV 2
Solana® HSV 1+2/VZV Assay Quidel HDA HSV 1, HSV 2, VZV
Solana® Influenza A+B Assay Quidel Real-time RT-HDA Flu A, Flu B
Solana® Respiratory Viral Panel Quidel Real-time RT-HDA RSV A, RSV B, hMPV, Flu A, Flu B
VERSANT® HIV-1 RNA 3.0 Assay (bDNA) Siemens Healthcare

Diagnostics
bDNA HIV-1

Versant HCV 3.0 Assay (bDNA) Siemens Healthcare
Diagnostics

bDNA HCV

digene HC2 HPV DNA Test Qiagen Hybrid Capture HPV

a FDA 510(k) Premarket Notification. (2018). Retrieved from https://www.accessdata.fda.gov/scripts/cdrh/cfdocs/cfpmn/pmn.cfm. Accessed on November 14,
2018.

Fig. 1. a. Polymerase Chain Reaction; Figure 1b. SYBR Green and TaqMan Detection Chemistry; Figure 1c. Nested PCR; Figure 1d. Reverse-Transcription PCR (RT-
PCR).
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qPCR), amplification and detection occur simultaneously, which can
eliminate PCR post-processing steps and may reduce the overall turn-
around time, depending on the assay design. The accumulated ampli-
fication product is measured in real time as the reaction progresses and
thus quantified after each cycle, although real-time PCR can be used for
both qualitative and quantitative DNA analysis. This method employs
dsDNA intercalating dyes (SYBR Green I and EvaGreen) or fluorophore-
labeled oligonucleotides (Scorpions, Amplifluor, TaqMan, etc.) for de-
tection and quantification of the amplified products [8]. The fluor-
escent-labeled oligonucleotides can be further subdivided into three
categories based on the type of fluorescent molecule used – primer
probes (Scorpions, Amplifluor, etc.), hydrolysis probes (TaqMan, etc.),
and hybridization probes (FRET, Molecular Beacons, etc.). While the
dsDNA intercalating dyes increase fluorescence after binding to the
minor groove of the DNA, the fluorophore-labeled oligonucleotides ei-
ther hybridize to the PCR product, or undergo hydrolysis, which then
separates the fluorophore from a quenching dye and results in an in-
creased signal (Fig. 1b). Quenching chemistries such as MultiCode®-RTx
uses the synthetic DNA basepair 2ʹ-deoxy-5-methyl-isocytidine (iC):2ʹ-
deoxyisoguanosine (iG) (isobases) for site-specific incorporation of a
quencher molecule that quenches fluorescence as a measure of ampli-
fication in real-time [9]. Commercial real-time PCR assays have been
developed for the detection and quantification of most relevant viruses
– Epstein-Barr virus (EBV) [10], hepatitis C virus (HCV) [11], hepatitis
B virus (HBV) [12], herpes simplex virus 1&2 (HSV 1&2) [13], and
human immunodeficiency virus (HIV) [14].

Conventional PCR has been modified over time to increase sensi-
tivity and specificity (nested-PCR), detect RNA targets (reverse-tran-
scription or RT-PCR), and amplify multiple targets in the same reaction
mixture (multiplex PCR). Nested PCR uses two sets of amplification
primers and two successive PCR reactions [15]. In the first stage PCR,
the first set of primers binds to the DNA template on either side of the
target sequence so that there is some sequence flanking both ends of the
target (Fig. 1c). The amplified product generated is used as a template
for the second stage reaction where a second set of primers anneals to
sequences internal to the first set. The sensitivity and specificity are
increased by this method as the first amplicon provides more template
for the second reaction and the second primer set can only anneal if the
first amplicon has complementary sequences. The amplified product
can be detected in the same way as conventional PCR [16]. Some dis-
advantages of nested PCR can be long turnaround time due to time-
consuming post-PCR steps, difficulty to automate the procedure if the
reactions are not performed in a single tube and require tube transfer,
and increased risk of amplicon contamination because of high amplicon
yield, particularly when the process employs separate tubes for each
stage [17,18]. Commercial nested PCR and multiplex nested PCR assays
have largely overcome these limitations and have been developed for
the molecular diagnosis of respiratory viruses such as Flu A & B, cor-
onavirus, enterovirus, respiratory syncytial virus (RSV), parainfluenza,
rhinovirus, adenovirus, bocavirus, and human metapneumovirus
(hMPV) [19], viruses causing meningitis and encephalitis such as cy-
tomegalovirus (CMV), enterovirus, HSV 1 & 2, human herpesvirus type
6 (HHV-6), human parechovirus, and varicella -zoster virus (VZV) [20],
and gastrointestinal viruses such as adenovirus F 40/41, astrovirus,
norovirus GI/GII, rotavirus A, and sapovirus [21]. These assays have
demonstrated 94–100% sensitivity and>94% specificity for the viral
targets in the various clinical trial studies.

PCR can also amplify RNA targets when preceded by a reverse
transcription (RT) reaction at 42–55 °C [22]. In RT-PCR, target RNA
templates are converted to their complementary DNA (cDNA) se-
quences by reverse transcriptase (Fig. 1d). The newly synthesized cDNA
is then amplified by conventional PCR. Commercial RT-PCR kits are
available for the detection of HCV [23], severe acute respiratory syn-
drome-associated coronavirus (SARS-CoV) [24], dengue virus [25], and
HIV-1 virus [26].

PCR amplification can be also multiplexed to detect several targets

in a single reaction which is beneficial for infection control, timely
treatment decisions, and is substantially less expensive than detecting
individual pathogens by monoplex real-time PCR [27,28]. In multiplex
PCR, multiple primer pairs complementary to specific targets of interest
are used to simultaneously amplify their corresponding DNA fragments
in a single multiplex reaction or in multiple parallel singleplex reac-
tions. For developing sensitive and specific multiplex PCR panels, care
should be taken during design to ensure compatibility of primers and
PCR conditions [29]. Commercial multiplex syndromic panels are
available for the detection of respiratory [30–32] and gastrointestinal
viruses [33].

2.2. Isothermal target amplification

The necessity of stringent temperature control can make PCR an
expensive and time-consuming process that would be difficult to im-
plement in low resource and field settings [34]. Unlike PCR, isothermal
amplification methods are carried out at a constant temperature that
eliminates the need for sophisticated and expensive thermal cyclers.
Isothermal methods are rapid, sensitive, require less energy than PCR,
and are easier to implement in a point-of-care or low resource setting.
Additionally, the risk of contamination is reduced as these methods are
usually performed in enclosed microsystems or portable devices. The
primary challenges for isothermal amplification include designing
compatible primer pairs, requirement for specific assay optimization,
and potential for generation of nonspecific amplified products [35].

2.2.1. Nucleic acid sequence based amplification (NASBA)
NASBA is a sensitive, isothermal amplification system that is pri-

marily used for the identification of RNA targets. Three enzymes are
used in this reaction – avian myeloblastosis virus reverse transcriptase,
RNase H, and T7 RNA polymerase that ultimately produce ssRNA as the
terminal amplification product [36]. A sequence-specific primer (P1)
binds the target sequence to be amplified and reverse transcriptase
extends to produce a RNA–DNA hybrid. RNase H degrades the RNA
portion of the hybrid and the second primer (P2) binds to the remaining
cDNA (Fig. 2). A second primer extension generates the complementary
strand, forming a dsDNA molecule. The P1 primer includes a T7 RNA
polymerase promoter site so that multiple RNA copies can be tran-
scribed from the DNA template. The ssRNA end product can be detected
by various methods such as gel electrophoresis, enzyme-linked gel
assay, enzymatic bead based detection, and electrochemiluminescence
[37]. The primary concern for NASBA is RNA integrity and controlling
the reaction temperature, as the enzymes involved are thermolabile.
Commercial NASBA assays are clinically used for the detection of RSV
[38], HIV-1 [39], CMV [40] and human papillomavirus (HPV) [41]. A
multiplex NASBA assay for HIV-1 and HCV has been developed and
demonstrated an analytical sensitivity of 1000 copies/mL, 93.3% clin-
ical sensitivity, and 100% specificity [42].

2.2.2. Transcription mediated amplification (TMA)
Similar to NASBA, TMA is an isothermal amplification method that

utilizes reverse transcriptase to synthesize cDNA from the target RNA
template, and then uses RNA polymerase to generate complementary
RNA molecules from the cDNA, thus amplifying the original RNA target
of interest [43]. Since RNA is more labile than DNA, the possibility of
carry-over contamination is reduced in TMA assays. The rapid kinetics
of TMA can produce 100–1000 copies of target RNA per reaction cycle
that ultimately results in greater than 109-fold amplification in a short
period of time. The amplicons generated by TMA can be detected by gel
electrophoresis or by oligonucleotide probes; however, detection using
specific methods, such as hybridization protection assay (HPA) with
radioactive or non-radioactive probes, allows amplification and detec-
tion in a single tube thereby minimizing the risk of amplicon con-
tamination [44]. In HPA, acridinium ester (AE) labeled sequence-spe-
cific oligonucleotide probes are hybridized with the TMA end product,
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and the chemiluminescent signal from the probe-amplicon hybrids is
measured [45]. The performance of TMA is critically dependent on
primer design, and like NASBA, precise control of the reaction tem-
perature is important for denaturing the secondary structures. Com-
mercial TMA assays are available for the detection and quantification of
HIV-1, HCV, and HBV and have demonstrated equivalent performance
when compared to commercial real-time PCR assays [46].

2.2.3. Strand displacement amplification (SDA)
SDA is an isothermal amplification reaction for DNA and RNA tar-

gets that can be performed in three simple steps – a) heat denaturation
of the target DNA in the presence of primers and other reagents; b)
addition of HincII restriction endonuclease and 3′ → 5′ exo minus
Klenow fragment; and c) incubation of the sample at 37 °C [47]. In the
first stage of the reaction, the target DNA sequence is duplicated using
four primers in the presence of DNA polymerase and results in the
addition of restriction endonuclease sites at each end of the amplified
target (Fig. 3). In the second stage, multiple cycles involving nicking of
the restriction endonuclease site, extending the nicks by DNA poly-
merase, and strand displacement occur, resulting in exponential am-
plification of the target. The amplified target can be detected by pho-
tometry, sequence-specific labeled probes, and chemiluminescence
[48,49]. The limitations of SDA include its inefficiency in amplifying
long target sequences and the probability of producing considerable
background reactions due to unspecific primer binding [50,51]. A
commercial SDA assay developed for the detection of HSV 1 & 2 has
demonstrated a sensitivity of 96.7–100% and 98.4–100%, and specifi-
city of 95.1–99.4% and 80.6–97% for HSV-1 and HSV-2, respectively
[52].

2.2.4. Loop-mediated isothermal amplification (LAMP)
LAMP is an isothermal amplification that uses 4–6 sets of different

primers which can individually recognize up to 6–8 distinct sequences
on the target DNA [53]. The four core primers employed by the LAMP
system are FIP (forward inner primer), BIP (backward inner primer), F3
(forward primer) and B3 (backward primer). The LAMP reaction starts
when FIP binds to the F2c region of the target DNA and initiates
complementary strand synthesis [54] (Fig. 4). Following strand synth-
esis, the F3 primer hybridizes to the target DNA and is extended by DNA
polymerase. Primer extension displaces the FIP-linked complementary
strand which then forms a self-hybridizing loop structure at the 5’ end.
This strand serves as a template for the BIP, which initiates com-
plementary strand synthesis and opens up the 5’ end loop. After the
complementary strand is synthesized, hybridization, extension, and
displacement reactions are repeated with the B3 primer which gen-
erates a double looped dumbbell-shaped DNA. Nucleotides are added to
the 3’ open end and the dumbbell-shaped DNA is converted to a stem-
loop structure. This stem-loop DNA structure serves as the initiator for
the second stage, i.e., exponential LAMP cycling. In this stage, the FIP
hybridizes to the loop, initiates strand synthesis, thereby displacing the
F1 strand to form a new loop at the 3’ end. The nucleotide addition step
is repeated, followed by DNA extension that displaces the FIP strand
and again forms a dumbbell-shaped DNA. Subsequent self-primed
strand displacement DNA synthesis yields one complementary structure
of the original stem-loop DNA and one gap repaired stem-loop DNA.
Both of these products are used as a template by the BIP. The annealing
and displacement cycles are repeated and as the reaction proceeds, the
product grows to form long concatamers. The amplified products can be
detected by indirect detection methods like turbidity and non-specific
dyes [53].

Fig. 2. Nucleic Acid Sequence Based Amplification (NASBA). Adapted from Tröger et al., 2015 [67].
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Compared to conventional PCR, LAMP assays are highly sensitive,
rapid, cost-effective, and can be easily implemented in resource-limited
settings [55]. However, complicated primer design and the possibility
of carry-over contamination still remain a concern for LAMP-based
assays [50,56]. A commercial LAMP assay demonstrating> 94% sen-
sitivity and> 95% specificity is available for the detection of HSV 1 & 2
[57]. LAMP-based assays have also been developed for the detection of
emerging viral pathogens such as SARS-CoV [58], chikungunya, and
dengue virus [59]. Reverse transcriptase LAMP (RT-LAMP) assays have
been developed for the detection of several viruses such as foot-and-
mouth disease virus [60], zika virus [61], influenza virus [62], CMV
[63], HPV [64], BK [65], VZV and HSV viruses [66].

2.2.5. Nicking enzyme amplification reaction (NEAR)
NEAR is an isothermal amplification method that relies on the rapid

identification of small DNA or RNA fragments that are directly gener-
ated from the target nucleic acid [67]. In this method, a set of target-
specific primers, a nicking endonuclease, and a strand displacing DNA
polymerase are used for isothermal unwinding and subsequent gen-
eration and amplification of these small fragments (Fig. 5). Insertion of

a nicking enzyme recognition site inside the target sequence facilitates
the amplification procedure. The DNA polymerase initiates primer ex-
tension at the nick created by a nicking enzyme and releases small
oligonucleotide fragments. Repeated nicking, polymerization, and
strand displacement result in linear amplification of these small oligo-
nucleotides, and the amplicons generated can be detected using a
variety of probe formats such as molecular beacons and lateral flow
sandwich. The primary limitation of the NEAR reaction includes gen-
eration of a large number of non-specific products that not only inhibit
the progression of the forward reaction, but also limit the detection
sensitivity, and thus may require more specific and accurate amplifi-
cation analysis methods for avoiding detection errors [68].

Commercial point-of-care (POC) NEAR assays are available for Flu
A/B and RSV which can provide results within 5–7minutes and have
demonstrated 91.8–97.8% sensitivity and 85.6–96.3% specificity for
Flu A/B as compared to viral culture [69,70]. However, when com-
pared to multiplex real-time RT-PCR assays, the POC NEAR assay has
demonstrated 71.3–93.8% sensitivity for Flu A, and 91.8–93.3% sen-
sitivity for Flu B [71,72]. The poorer sensitivity has been attributed to
low positive samples that were below the limit of detection for the

Fig. 3. Strand Displacement Amplification (SDA). Adapted from Tröger et al., 2015 [67].
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NEAR assay. The specificity reported was 62.5–100% for Flu A, and
53.6–100% for Flu B. The assay yielded the incorrect type of Flu virus
for 22 out of 38 discrepant samples [71]. In addition, 17 of those 22
samples were actually positive for both Flu A and Flu B.

2.2.6. Helicase-dependent amplification (HDA)
HDA is an isothermal process of DNA amplification that relies on the

complementary strand displacing ability of a thermostable DNA heli-
case [73]. Using the free energy from ATP hydrolysis, helicase, in the
presence of the accessory protein MutL, catalyzes the unwinding of the
dsDNA (Fig. 6). The unwound ssDNA strands are then coated with
ssDNA-binding proteins, and sequence-specific primers are hybridized
at the 3’-end of each ssDNA template. DNA polymerase extends the
annealed primers and converts the ssDNA to dsDNA, which again acts
as the substrate for helicase, thus initiating the subsequent rounds of
the exponential amplification of the target sequence. Although heli-
cases can unwind dsDNA at a single temperature, it has been observed
that an initial heat-induced denaturation and annealing step can in-
crease the amplification efficiency and the yield by 40%–60% [73]. The
sensitivity, speed, and robustness of HDA assays can be further im-
proved by restriction endonuclease-mediated DNA helicase homing,
macromolecular crowding agents, and optimization of reaction enzyme
mix [74]. HDA assays are critically dependent on primer design, and
are often vulnerable to primer-dimer amplicon contamination [75].
Amplification of the primer-dimers in place of the target nucleic acid
leads to erroneous detection and remains one of the major concerns for
HDA based assays. Currently, HDA-based commercially available assays
have been developed for the detection of HSV 1 & 2, Flu A & B, RSV,
and hMPV. The HSV HDA assay has demonstrated a positive percent
agreement (PPA) of 98.2% and a negative percent agreement (NPA) of
90.9% when compared to shell vial virus culture and

immunofluorescence typing [76]. Like other isothermal reactions, HDA
assays are rapid, sensitive, inexpensive, can be performed without so-
phisticated instrumentation, and can be successfully implemented in
low resource settings [77].

2.2.7. Rolling circle amplification (RCA)
RCA is an isothermal process that uses DNA or RNA polymerase to

generate ssDNA or RNA strands utilizing the principles of rolling circle
replication [78]. An initiating primer is annealed to the replication
origin site of the circular template and the polymerase facilitates the
continuous addition of nucleotides to the leading strand, resulting in
long ssDNA or RNA with tandem repeats (Fig. 7). Depending on the
number of annealed primers, RCA can be classified as linear RCA
(produces up to 105 copies) or exponential RCA (produces up to 109

copies) [79]. In linear RCA, a single complementary primer generates a
single amplified product that is linked to the initiating primer. Ex-
ponential RCA uses two primers, where the second primer binds to the
ssDNA product of the first primer and initiates further amplification.
Circulating oligonucleotide probes or padlock probes (PLPs) can further
enhance the specificity and multiplexing ability of RCA [80]. The 5′ and
3′ ends of these probes are designed to recognize adjacent sequences on
the target strand, and when properly hybridized, the ends can be joined
using ligase to result in circularized probes. Following circularization,
the probe is replicated by RCA and the products are labeled and de-
tected using various signal readout techniques such as gel electro-
phoresis, fluorescence spectroscopy, and microscopy [78]. High speci-
ficity is ensured since the hybridization and circularization can only
occur when the target sequence is correctly recognized by both ends of
the probe.

RCA-based assays have been developed for the full-length genome
amplification of HBV from samples with viral loads as low as 10 copies/

Fig. 4. Loop-mediated Isothermal Amplification (LAMP). Adapted from PREMIER Biosoft Tech Note. Accessed on October 30, 2018 from http://www.premierbiosoft.
com/tech_notes/Loop-Mediated-Isothermal-Amplification.html.
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reaction [81]. Commercial RCA kits that aid in the preparation of cir-
cular DNA templates for cycle sequencing, cloning, and transformation
have been used to detect plant viruses [82]; however, currently no
commercial RCA assays are available for detection of viral pathogens
that affect humans. Several challenges have limited the application of
RCA for commercial diagnostic purposes, including technical concerns
such as preparation of large quantities of high purity circular templates,
enzyme efficiency on small DNA substrates, and extensive optimization
requirements for RCA product length, sequence, and composition [78].

3. Signal amplification techniques

Signal amplification is an alternative to enzymatic amplification
that amplifies and detects the signal generated by an external probe
molecule that binds to the target nucleic acid. The signal produced is
directly proportional to the amount of target present in the reaction
mix, and therefore this method is also suitable for developing quanti-
tative assays. The sensitivity and specificity are determined by the de-
sign of the probe molecule that recognizes the target sequences.

3.1. Branched DNA assays (bDNA)

The bDNA technology is a powerful tool for reliable quantification
of targeted nucleic acids and is primarily used for monitoring patients
on antiviral therapy for HIV, HCV, and HBV [83]. Unlike PCR that relies
on in vitro amplification of the target sequences, bDNA is based on a
series of specific hybridization reactions and chemiluminescent detec-
tion of hybridized probes [84]. The assay uses multiple synthetic cap-
ture oligonucleotides (label extenders and capture extenders) that are
hybridized to complementary regions of the target nucleic acid to form
a sandwich complex of probes and target sequences (Fig. 8). The cap-
ture extenders can bind efficiently to the targeted nucleic acid se-
quences as well as the capture probes that are attached on an im-
mobilized surface, such as a microtiter plate. Once the capture
extenders are hybridized to the capture probes, the sample containing
the viral nucleic acid is added for hybridization. Following hybridiza-
tion, the label extenders are added to the mix and bind to contiguous

Fig. 5. Nicking Enzyme Amplification Reaction (NEAR). Adapted from Niemz
et al., 2011 [120].

Fig. 6. Helicase-Dependent Amplification (HDA). Adapted from Tröger et al., 2015 [67].
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regions on the target and also to a preamplifier oligonucleotide. Hy-
bridization of the label extenders to the preamplifier molecule initiates
the signal amplification process. The preamplifier molecule also har-
bors regions that hybridize to multiple bDNA amplifier molecules
forming a branched structure. This branched structure is finally bound

to alkaline phosphatase (AP)-labeled oligonucleotides, which are com-
plementary to bDNA amplifier sequences. The chemiluminescent pro-
duct of the AP reaction generates the bDNA signal that is directly
proportional to the amount of DNA or RNA target present in the original
sample.

The complexity of the method in addition to the intellectual prop-
erty surrounding bDNA technology has limited its application in the
development of molecular infectious disease assays [85]. Currently,
only two U.S. FDA approved commercial bDNA assays are available –
Versant® HIV-1 RNA 3.0 assay for HIV and Versant® HCV 3.0 Assay for
HCV. The dynamic range of the HIV and HCV assays are 7.5× 101 –
5×105 copies/mL and 6.15× 102 – 7.69× 106 IU/mL, respectively
[86,87]. However, when compared to commercial real-time PCR assays,
the bDNA-based HBV assay has demonstrated lower sensitivity and less
linear dynamic range (3.57×102 – 1.79× 107 for bDNA vs. 5.6× 101

– 5.00×108 for real-time PCR), thereby indicating that these assays
might be insufficient for detecting very low levels of viral load [88]. In
the last decade, bDNA technology has been used to develop modified
fluorescent in situ hybridization (FISH) assays for the detection of HBV
[89] and oncogenic FGFR3-TACC3 fusion genes [90]. bDNA has been
also adapted to the Luminex xMAP® bead array technology for direct
quantification of DNA, RNA, and protein targets [91].

3.2. Hybrid capture assays

Hybrid capture technology relies on the capture and detection of
RNA and DNA hybrid complexes [85]. In this method, a target DNA is
hybridized to synthetic complementary RNA probes, generating RNA-
DNA hybrids (Fig. 9). The RNA-DNA hybrids are then captured onto a
solid phase that is coated with universal capture antibodies specific for
RNA-DNA hybrids. The antibody-hybrid conjugates are then detected
by anti-RNA-DNA monoclonal antibody conjugated to several AP mo-
lecules. Multiple detection antibodies bind to the RNA-DNA hybrid,
resulting in signal amplification. The amplified signal is then detected
using a chemiluminescent substrate measured on a luminometer.

Currently, the only commercial hybrid capture assay available is for
the detection of HPV. The Hybrid Capture 1 (HC1) assay was the first
commercially available assay for diagnosis of HPV [92]. Since then, an
updated version of the HPV hybrid capture assay (HC2) has been re-
leased that has demonstrated comparable performance with other
molecular diagnostic methods and is considered to be a reliable and
robust assay for cervical cancer screening. [93–95]. However, the HC2
HPV assay has a relatively lower analytical sensitivity (˜5000 copies of
HPV DNA) when compared to PCR [85]. But, for HPV screening, the
clinical sensitivity and specificity are more important than analytical
performance for predicting high-risk cases of cervical cancer over po-
sitive results which may be clinically irrelevant [96]. The primary
limitation of the HC2 assay is its inability to distinguish between dif-
ferent strains of HPV which is essential for efficient risk analysis and to

Fig. 7. Rolling Circle Amplification (RCA).

Fig. 8. Branched DNA (bDNA). Adapted from Schutzbank, 2013 [85].
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determine persistence of infection [97]. However, the future of hybrid
capture assays seems questionable as the manufacturer appears to be
more focused on traditional target amplification methodologies as well
as other newer technologies [85].

4. Probe amplification techniques

Probe amplification techniques rely on the hybridization and am-
plification of synthetic oligonucleotide probes that are complementary
to the target nucleic acid. The reaction generates multiple copies of the
bound probe, which are then detected by various methods such as gel
electrophoresis or fluorescent label detection. The method consists of
four major steps – sample preparation and denaturation of the target
DNA, hybridization of the labeled probe, removal of the unbound
probe, and detection of the hybridized probe.

4.1. Ligase chain reaction (LCR)

LCR chemistry uses four synthetic oligonucleotides (each 20–35
nucleotides in length) – two adjacent oligonucleotide primers that un-
iquely hybridize to one strand of the target DNA and a complementary
set of adjacent oligonucleotides that bind to the other strand of the
target DNA [98] (Fig. 10). In a nick-closing reaction, thermostable DNA
ligase joins the two adjacent oligonucleotide sets only when the nu-
cleotides are perfectly basepaired at the oligonucleotide junction and
are hybridized to the complementary sequence in a 3′ to 5′ orientation
on the same strand of the target DNA [99]. The ligated products then
serve as templates for the subsequent reaction cycles that lead to an
exponential amplification, similar to PCR. The LCR products generated
can be differentiated and detected by several methods such as poly-
acrylamide gel electrophoresis, fluorescent label detection, and auto-
radiography.

LCR assays are sensitive, specific, easy to perform, and can be
readily automated. Unlike PCR, no new DNA is synthesized and
therefore misincorporated nucleotides or sequences not present in the
target DNA are not replicated in the final product [99]. The potential
drawbacks of LCR include increased background signal and false

Fig. 9. Hybrid Capture Assays.

Fig. 10. Ligase Chain Reaction (LCR). Adapted from Epicentre: An illumina
company. Accessed on October 30, 2018 from http://www.epibio.com/
enzymes/ligases-kinases-phosphatases/dna-ligases/ampligase-thermostable-
dna-ligase?details.
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positive results when target independent ligation occurs in the absence
of template DNA, difficulty in inactivating post-amplification products,
and the inability to incorporate effective contamination control
methods [100,101]. LCR assays have been successfully developed for
the detection of several viruses such as HPV [102], HSV 1 & 2 [103],
and HBV [104]; however, no commercial LCR-based viral assays are
currently available in the U.S.

Gap-LCR or gLCR is a modified LCR that can reduce the background
that is generated by target-independent, blunt-end ligation. In this re-
action, the gap between the annealed probes is filled in by DNA poly-
merase which is then subsequently joined by DNA ligase [105]. Mod-
ified gap ligase chain reaction (gLCR) has been developed for detection
of HCV which detected fewer than 50 copies of synthetic RNA transcript
and demonstrated comparable results with nested RNA-PCR detection
[106].

4.2. Cycling probe technology (CPT)

CPT is an isothermal amplification method that can detect and
quantify low amounts of target DNA without amplification of the target
DNA sequences. A sequence-specific chimeric probe (25–30 bases in
length), typically DNA-RNA-DNA, anneals to the complementary single
strand of the targeted DNA and acts as the substrate for a thermostable
RNase H [107] (Fig. 11). RNase H specifically degrades the RNA portion
of the chimeric probe and disassociates the shorter DNA probe frag-
ments from the target DNA, making them available for hybridization
with the next probe molecule. The accumulated probe fragments can be
detected using fluorescence markers, gel electrophoresis, or can be
amplified by a secondary amplification system [108].

Commercial kits combining quantitative real-time PCR with CPT-
based detection have been used for rapid detection and quantification
of HHV-6 and can also discriminate between HHV-6A and HHV-6B
[109]. CPT has also been employed for differentiating strains of VZV
[110], rapid and specific detection of resistant influenza A viruses
[111], and HCV [112].

4.3. Cleavase-invader technology

The cleavase-invader technology is an isothermal probe amplifica-
tion method that can detect both DNA and RNA targets with high
sensitivity and specificity [113]. The assay uses two oligonucleotide
probes – the invader oligonucleotide and an allele-specific primary
oligonucleotide. These two probes hybridize to a single-stranded target
and form a unique partially overlapping three-dimensional invader or

“flap” structure (Fig. 12). This three-dimensional structure is re-
cognized by cleavase, a flap endonuclease (FEN) that cleaves the 5′ flap
of the primary probe. The cleaved 5′ flap product subsequently anneals
with a fluorescence resonance energy transfer (FRET) probe and in-
itiates a second invasive cleavage reaction that releases a fluorescent
dye detectable by a fluorometer. Measurable fluorescent signal is gen-
erated only when the primary probe matches the target sequence – the
cleavase remains inactive if there is a mismatch.

Commercial invader assays have been developed for rapid differ-
entiation of HCV genotypes and is compatible with various commer-
cially available PCR-based HCV 5′ non-coding region amplification as-
says [114]. Invader assays have also been developed for classification of
HBV [115], and commercial invader assays with improved specificity
are available for detection of HPV [116]. Modified invader assays
combining PCR with invader chemistry in a single, closed-tube, con-
tinuous-reaction format have been developed for simultaneous differ-
entiation of HSV 1 & 2 with 100.0% clinical sensitivity and 98.6%
specificity [117]. Additionally, invader assays have also been adapted
for the detection of novel viruses, such as African swine fever virus
which has demonstrated a dynamic range from 2.5× 103 to 2.5× 106

copies [118]. Invader assays have also been developed for SNP geno-
typing but have two major limitations [119]. First, these assays require
either a large amount of sample DNA or an initial amplification of the
sample DNA. Second, in its current format, these assays have demon-
strated poor multiplexing ability and can only genotype one SNP per
reaction.

5. Conclusion

Rapid and accurate diagnosis of infectious pathogens has been
proven paramount for improving the overall clinical outcomes in pa-
tients and for infection control. In the last two decades, molecular
testing methods have considerably improved the diagnosis of viral pa-
thogens and are often being considered as the new “gold standard”.
While most of these methods are implemented routinely in the clinical
virology laboratory, some are still used only for reference testing.
Commercial assays based on the fundamentals of nucleic acid amplifi-
cation have been extensively developed for the detection, identifica-
tion, and quantification of relevant viral pathogens. Most of these as-
says require minimal hands-on time, have short turnaround times, can
be automated, and can provide results directly from the specimen, thus
eliminating lengthy pre- and post-processing steps. The primary ad-
vantage of molecular assays is their high sensitivity and specificity
when compared to conventional diagnostic methods. However, with

Fig. 11. Cycling Probe Technology (CPT).
Adapted from Suzuki et al., 2010 [111].
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higher rates of pathogen detection, testing should be performed and the
results analyzed based on the clinical signs and symptoms before in-
itiating a specific treatment. Primary concerns for molecular assays are
their complexity, the level of technical expertise required, and poten-
tially high cost per test. However, many of these chemistries have
evolved to moderate or low complexity sample-to-answer systems and
are even achieving CLIA-waived point-of-care (POC) status. Although
diagnostic companies are developing strategies to help reduce cost,
clinical laboratories should evaluate their patient population, their size
and capacity, and perform a cost-analysis for their specific setting be-
fore implementing specific tests.
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