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Importance of Angle Correction in the Measurement of
Blood Flow Velocity with Transcranial

Doppler Sonography

Jaroslaw Krejza, Zenon Mariak, and Viken L. Babikian

BACKGROUND AND PURPOSE: The angle of insonation cannot be assessed with conven-
tional transcranial Doppler sonography. Findings in healthy control subjects suggest that the
angle is relatively small in routine clinical practice. Data regarding the angle in middle cerebral
artery (MCA) stenosis are scarce. In this study, the angle and its effect on flow velocity mea-
surements were assessed with transcranial color Doppler sonography in patients with MCA
stenosis.

METHODS: Eighteen patients (median age, 53 y; age range, 22–72 y) who satisfied qualifying
criteria (eg, angiographically revealed unilateral MCA stenosis of $50%) were selected from
149 consecutive patients enrolled in a prospective study of transcranial color Doppler sonog-
raphy and cerebral digital subtraction angiography. All had active neurologic symptoms. The
angle of insonation and peak systolic and mean flow velocities in both MCAs were measured
from videotapes generated at sonography.

RESULTS: The mean angle of insonation was 47 6 118 (range, 19–648) on the stenotic side
and 34 6 188 on the contralateral side (P , .05). Angle-corrected velocities were higher than
uncorrected ones. Differences between angle-corrected and uncorrected peak systolic and mean
flow velocities on the stenotic side were 46.6% and 45.9%, respectively, of uncorrected values.
Differences between corrected and uncorrected peak systolic and mean velocities were larger
on the stenotic side compared with those on the contralateral side (P , .05).

CONCLUSION: In patients with moderate or severe MCA stenosis, the angle of insonation
can be substantial and cause large errors when flow velocities are measured without angle
correction.

Transcranial Doppler (TCD) sonography enables
measurement of flow velocities in intracranial ar-
teries (1, 2). A major limitation of the method is
the sonographer’s inability to visualize the artery
being examined and to define the angle between
the long axis of the vessel and the direction of the
ultrasound beam. In ideal circumstances, the angle
of insonation is 08. In routine clinical practice, the
angle is assumed to be relatively small; thus it may
introduce a small and acceptable error in flow ve-
locity measurements (3, 4). However, when the an-
gle is large (5), the error in the measurement can
be considerable.
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In contrast to blind TCD sonography, transcra-
nial color Doppler (TCCD) sonography allows out-
lining of parenchymal structures and visualization
of vessels being examined. This outlining improves
consistency and accuracy in placing the sample
volume and allows measurement of angle-corrected
velocities (6–8). Comparative studies of the two
techniques in healthy control subjects show that an-
gle-corrected middle cerebral artery (MCA) flow
velocities are 10–20% higher than uncorrected val-
ues (4, 7). Studies of the angle of insonation in
disease conditions are scarce. It is suspected that
the angle frequently exceeds 308 when the MCA
M1 segment is atherosclerotic or displaced by hem-
orrhagic or edematous brain tissue (9).

In this study, we assessed the effect of angle cor-
rection on blood flow velocity in patients with
moderate or severe MCA stenosis.

Methods
Patients

A research program of TCCD measurement of intracranial
arterial diameters and flow velocities in patients routinely re-
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FIG 1. Comparison between angle-corrected and uncorrected flow velocities and angio-
graphic findings in a 54-year-old woman with MCA stenosis.

A and B, At TCCD sonography, the sample volume is placed approximately 10 mm
from the internal carotid artery bifurcation and within the color image of the right MCA.
The velocity spectrum is adjacent to the left of the image of the artery. The uncorrected
peak systolic velocity is 149 cm/s (B).

C, Angiogram shows a lesion causing a stenosis of more than 50% (arrow) in the right
MCA M1 segment. The angle-corrected peak systolic velocity is 204 cm/s.

ferred for cerebral angiography for clinical reasons has been
performed at the Bialystok Medical Academy since 1998. The
program was approved by the Academy’s ethics committee.

At the Bialystok Medical Academy Hospital, TCCD sonog-
raphy is routinely performed in all patients with ischemic or
hemorrhagic stroke. Some patients are subsequently referred
for digital subtraction angiography. All patients included in the
present investigation underwent TCCD sonography before an-
giography. In most cases, the patient was transferred to the
angiography unit immediately after TCCD imaging.

Eighteen patients (10 men, eight women; age range, 22–72
y; median age, 53 y) were selected from the list of 149 patients
enrolled in the program between June 1, 1999, and October 15,
2000. Selected patients satisfied the following criteria: transpar-
ency of both temporal windows, angiographically revealed uni-
lateral MCA stenosis of more than 50% of its diameter; absence
of extracranial internal carotid artery stenosis of more than 50%
according to the North American Symptomatic Carotid Endar-
terectomy Trial criteria; and absence of aneurysm or arteriove-
nous malformation on cerebral angiograms.

Eleven patients had transient ischemic attacks or brain in-
farcts, one had epilepsy, and six had a deep-seated small or

medium intraparenchymal hematoma. All neurovascular symp-
toms involved the territory supplied by the MCA of interest.

TCCD Sonography

Intracranial arteries were studied by using an SSH 140A
scanner (Toshiba Medical System Division, Tokyo, Japan)
equipped with a 2.5-MHz 908 phased-array probe. The MCAs
were studied in the temporal bone acoustic window (10), and
their M1 segments were insonated by placing a 3-mm–wide
sample volume within a straight arterial segment approximate-
ly 10 mm from the carotid bifurcation (Fig 1). To determine
the angle of insonation, a linear marker provided by the scan-
ner software was placed, under visual guidance, on the color
Doppler image of the arterial segment being insonated, and its
direction was fitted to be oriented along the long axis of the
segment. The angle between this marker and the ultrasound
beam, displayed automatically on the screen of the scanner,
was considered a two-dimensional approximation of the angle
of insonation.

Mean-maximum, peak systolic, and end diastolic velocities
were calculated by tracing the maximum envelope of the
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Comparison of angle-corrected and uncorrected blood flow veloc-
ities in 18 patients with MCA stenosis of $50%

Velocity
(cm/s)

Angle Corrected

Ipsi-
lateral

Contra-
lateral

Uncorrected

Ipsi-
lateral

Contra-
lateral

Peak systolic
Mean
End diastolic

195 6 56*
124 6 39*
88 6 37*

122 6 27
80 6 20
51 6 13

133 6 38
85 6 27
60 6 25

101 6 22
66 6 17
42 6 11

Note.—Values are the mean 6 SD.
* Values are significantly different from uncorrected ipsilateral ve-

locities.

Doppler waveform over completed cycles. All examinations
were recorded on videotape. For the purposes of the present
study, MCA flow velocities of all 18 patients were remeasured
with and without angle correction by using the videotapes.

Angiography

Intraarterial digital subtraction angiography was performed
by using a femoral artery approach, with injections in both
internal carotid arteries and at least one vertebral artery. Stan-
dard images included anteroposterior, lateral, and oblique
views, all obtained with injection rates of 6 or 9 mL/s and
filming rates of three frames per second. Two neuroradiologists
who were unaware of the sonographic findings reviewed all
angiograms. The view showing the most severe MCA narrow-
ing was used for comparison with TCCD views. All measure-
ments were performed by using a caliper (ARGOS 2M; Me-
call, Milan, Italy). According to manufacturer specifications,
the resolution of the caliper is 0.01 mm. The severity of ste-
nosis was graded by using a three-point scale, as follows: no
stenosis, 0–24%; mild stenosis, 25–49%; moderate or severe
stenosis, 50% or greater. Angiograms were obtained during the
acute stage of the illness and within 48 h of hospital admission.

For the purposes of this study, we selected the subgroup
with moderate or severe angiographic stenosis. All 18 patients
had unilateral (ipsilateral) MCA disease, and five also had mild
MCA stenosis on the contralateral side.

Statistical Analyses

Data analysis was performed by using a personal computer
equipped with statistical software (SYSTAT for Windows;
SYSTAT, Evanston, IL). The paired t test was used. P values
of .05 were considered to indicate statistically significant
differences.

Results
A significant difference was detected between the

angles of insonation of the ipsilateral (47 6 118) and
contralateral (34 6 188) MCAs. The range for the
ipsilateral angle of insonation was 19–648. The dif-
ferences between angle-corrected and uncorrected ip-
silateral peak systolic and mean flow velocities were
62 and 39 cm/s, respectively, and represented 46.6%
and 45.9% of uncorrected values. On the contralateral
side, the differences were 21 and 14 cm/s, and they
represented 20.8% and 21.2%, respectively, of the
uncorrected values. These differences in the ipsilat-
eral peak systolic and mean flow velocities were
significantly larger than the corresponding values
on the contralateral side.

As expected, angle-corrected velocities were sig-
nificantly higher than uncorrected ones, both ipsi-
laterally (Fig 1) and contralaterally. The main find-
ings regarding flow velocities are presented in the
Table.

Discussion
These results indicate at least two important

points. First, they show that the mean angle of in-
sonation for a stenotic MCA M1 segment is larger
than that of an unaffected normal artery. This angle
results in higher peak systolic and mean flow ve-
locity measurements and larger errors when only
uncorrected velocity values are used. This ‘‘steno-

sis factor’’ effect was not addressed in previous in-
vestigations in which comparative analyses of the
conventional TCD and TCCD measurements were
performed (4, 7, 8), and its magnitude suggests that
the error in uncorrected velocity values might be
larger than previously thought. The 478 angle in
this study also exceeds the 308 limit generally con-
sidered acceptable (5). The significant difference
between ipsilateral and contralateral values indi-
cates that this effect is independent of age, because
contralateral arteries served as controls in the com-
parison. Rather, the effect may have been second-
ary to the tortuosity associated with atherosclerosis
and stenosis—an effect observed with cerebral and
peripheral arteries as well. An additional factor not
addressed in this study relates to mass effect and
M1 segment displacement associated with infarc-
tion or intraparenchymal hemorrhage in the basal
ganglia and insula (9, 11) (Fig 2). This effect may
be particularly relevant in patients with acute
stroke, in whom the mass effect changes over days.

Second, these findings differ from those of pre-
vious investigations in that the angle of insonation
for the contralateral unaffected MCA M1 segment
also was substantial. Previous investigators evalu-
ated mostly healthy and relatively young volunteers
(age range, 20–40 y) (4, 7) and reported angles of
insonation of 23.8–27.48, as opposed to the 348 in
this study. Wider angles were reported in one in-
vestigation (12). Patients included in the present
study had neurologic conditions, and their median
age was 53 y. The course of the M1 segment usu-
ally differs between young and elderly subjects (9,
10). The angle tends to be favorable in the young,
but in older patients, the M1 segment often bows
ventrally, coursing even closer to the edge of the
sphenoid wing edge (9). Differences in arterial
course may be secondary to changes in elasticity
associated with aging (13).

These findings are particularly relevant in the
clinical setting when patients with stroke undergo
screening with TCD sonography to detect intracra-
nial atherosclerotic lesions. Without angle correc-
tion, the error in velocity determinations can be
substantial, because uncorrected velocities are low-
er than corrected ones. Furthermore, in view of the
variability in the angle of insonation among pa-
tients, the use of a fixed velocity threshold to di-
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FIG 2. Mass effect and arterial displacement from intracerebral hemorrhage.
A, Brain CT scan in a 50-year-old man shows an intraparenchymal hematoma with a relatively limited mass effect on the basal

cerebral cisterns.
B, A 3D CT reconstruction illustrates the relationships between the MCA, the temporal sonographic window (W) and direction of the

ultrasound beam direction (arrow), and the lesser sphenoid wing (arrowheads). When compared with the contralateral MCA, the he-
matoma has displaced the ipsilateral MCA toward the skull base.

agnose the presence of a stenotic lesion can be mis-
leading, especially when the severity of stenosis is
mild. Angle correction can help limit the error in
velocity measurements.

Technical difficulties associated with angle cor-
rection are recognized (14), especially when the
study population, like the present one, is small.
Limitations are related to the unknown relationship
of the insonated artery to the scan plane and to the
difficulty in obtaining an accurate measurement of
the insonation angle. Other factors that affect flow
velocities include normal aging (15), occlusion of
the ipsilateral internal carotid artery (16), increased
intracranial pressure (17), vasoconstriction of ce-
rebral microvasculature (18, 19), and embolic oc-
clusion of distal MCA branches. The site of M1
segment sampling also can affect velocity mea-
surements. Disturbed flow near the M1 origin
might prevent reliable determination of the inson-
ation angle, whereas sampling near its end has the
risk of causing insonation of an MCA branch (20).
A tortuous distal M1 segment frequently escapes
even TCCD visualization.

Intracranial structures cannot be imaged with
conventional TCD sonography, and consequently,
the angle of insonation cannot be measured. Thus,
the sonographer cannot verify whether the assump-
tion of a narrow angle of insonation is correct. The
findings of this and other studies indicate that the
angle of insonation can be wide in elderly patients,
in patients with intracranial arterial stenosis, and
when the mass effect is present. The TCD sono-
graphic finding of even mildly increased flow ve-
locities when these conditions are present or sus-
pected should prompt further imaging with other
technologies, particularly if therapeutic decisions
hinge on criteria based on velocity. The routine use
of TCCD sonography provides a solution to this
problem.

In summary, the angle of insonation cannot be
ignored when transcranial sonography is used to
detect MCA stenosis.
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