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The calibration plots of the Herceptin concentration as a function of OD405 using 

Esay-Titer IgG Assay Kit (Pierce) is presented. The calibration plot was 

performed by a triplicate measurement of serially diluted Herceptin. A new 

standard plot was prepared every time when a new set of experiment was 

performed as suggested by the provider of the kit. 


